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4.9  Operating Intercom
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4.9 Operating Intercom

 Outputting Sound
Step on the intercom foot switch to output the sound from the remote console microphone 
using the examination room speaker. Sound is output only while the switch is stepped on.

Sound from the tabletop microphone and auxiliary microphone is always output from the 
control room speaker.

 Adjusting Sound Volume
The sound volume output from the speaker can be adjusted with the dial on the remote 
console.

Intercom foot switch

Controlling Mixing Balance

Rotate the balance adjustment dial.

Adjusts the mixing balance between the microphone installed in the tabletop and the auxiliary microphone.

Mixing is increased for the tabletop microphone when the dial is turned towards , and increased for the 

auxiliary microphone when the dial is turned towards .

Adjusts the volume for the control room speaker Adjusts the volume for the examination 
room speaker

Rotate the volume adjustment dial for the control 
room speaker.

Turning it to the right increases the volume, and 
turning it to the left lowers the volume.

Rotate the volume adjustment dial for the 
examination room speaker.

Turning it to the right increases the volume, and 
turning it to the left lowers the volume.

Do not set the volume too loud.
An excessive current may cause damage to the speaker. Use the speaker with 
moderate volume.
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