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ITEM   : AUTOMATIC HOLDER 

   
DEFINITION : Au tomat ic  ho lder  i s  a  connec to r  fo r  ho ld ing  comfor tab ly  o f  b lood co l lec t ion  need le  fo r  co l l ec t ing  human 

venous  b lood  spec imen .  
    

SPEICIFCATION :    

    

 
Physical Properties 

Standard  
(Method of Test) 

 
Unit 

 
Result 

Material  AYSET – Shall be medical material.  

Visual Inspection AYSET – Shall not have sharp edges or surface roughness capable of 
accıdentally cuttıng and shall not have breaks or cracks in the 
material 

Harmony between parts  AYSET – Shall be compatible 

Resistance  AYSET – Shall be no visible error 

Cleanliness  
 

AYSET – Shall be clean. 
 

    

Transport and Packing Properties    

Type of Packing  AYSET – Shall be microwave cardboard, offset printed box and expressions 
specified in the standard 

Transport–Storage Container AYSET – Inner box is put into carton/outer boxes. 

Storage Condition 

 

AYSET – Keep away from direct sun light and stored in a clean and dry storage 
areas at max. 45 °C. 
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