
OPHTHALMIC KNIVES 
Instructions for Use 

 

 
INTENDED USE 
 

Ophthalmic Microsurgical Knives are used during ophthalmic surgery operations in order to make precise incisions, 
which are among the preconditions for application in delicate ophthalmic surgical interventions. 

 
FURTHER INFORMATION 

 

1. Construction 

 

 
 

2. Materials 
Blade : Stainless steel 
Handle : Polycarbonate 
Tray : Polycarbonate 

 
 
3. Packaging 

Each Ophthalmic knife is individually packed in a 
pouch to ensure sterility. These products are sold in 
boxes. 

 

WARNINGS / PRECAUTIONS FOR SAFE HANDLING 
 

 Read, follow and keep these Instructions for Use. 

 See the intended use and use the product only in accordance with it. 

 Store any new products in a dry, clean and safe place. 

 Avoid high temperature, high humidity, direct sunlight, soaking and preserve at room temperature. 

 Do not preserve at a place with chemical products and gas occurrence. 

 Preserve package material at a non-break and non-pinhole status 

 It is necessary to confirm the use period on each package and box 

 By confirming the use period on each package and box, dispose the products whose use period is expired. 

 Prior to each use, inspect the product for: loose, bent, broken, cracked, worn, or fractured components. 

 If product is damaged or defective, do not use it and set it aside. Avoid contact of the delicate blades at tips with 
hard surfaces or other instruments. 

 
CONTRAINDICATIONS - PROHIBITIONS 
 

 Re-use is prohibited. 

 Re-sterilization is prohibited. 

 Do not use it after expiry date. 

 Do not use it if product’s aseptic condition is considered spoiled by broken package. 

SYMBOLS AND EXPLANATIONS 

0653 CE marking and notified-body No.  Manufactured by 

 Manufacture date  Expiry date 

 Sterilization by ethylene oxide  Do not re-use 

 
Do not re-sterilize  Lot Number 

 
Keep away from sunlight 

 
Product should be kept dry 

 
Caution!  
Refer to accompanying document  

Do not use if the package is 
damaged 

APPLICABLE MODELS: 62xxx 
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ΟΦΘΑΛΜΟΛΟΓΙΚΑ ΜΑΥΑΙΡΙΓΙΑ 
Οδηγίες Υρήζης 

 

 
ΠΡΟΒΛΔΠΟΜΔΝΗ ΥΡΗΗ 
 

Σα Οθθαλμολογικά Μικπομασαιπίδια σπηζιμοποιούνηαι ζηιρ οθθαλμολογικέρ σειποςπγικέρ επεμβάζειρ για ηη 
δημιοςπγία ηομών ακπιβείαρ, οι οποίερ είναι πποαπαιηούμενερ για εθαπμογή ζε πεπίηεσνερ οθθαλμολογικέρ 
σειποςπγικέρ παπεμβάζειρ. 

 
ΔΙΓΙΚΟΣΔΡΔ ΠΛΗΡΟΦΟΡΙΔ 
 
1. Καηαζκεσή 

 

 
 

2. Τλικά 
Λεπίδα : Ανοξείδυηο αηζάλι 
Χεπούλι : Πολςκαπβονικό 
Θήκη : Πολςκαπβονικό 

 
 
3. σζκεσαζία 

Κάθε οθθαλμολογικό μασαιπίδιο ηοποθεηείηαι ζε 
αηομική ζςζκεςαζία για να διαζθαλιζηεί η 
αποζηείπυζη. Αςηά ηα πποφόνηα πυλούνηαι ζε 
κοςηιά. 

 

ΠΡΟΔΙΓΟΠΟΙΗΔΙ / ΠΡΟΦΤΛΑΞΔΙ ΓΙΑ ΑΦΑΛΗ ΥΔΙΡΙΜΟ 
 

 Διαβάζηε, ακολοςθήζηε και διαηηπήζηε αςηέρ ηιρ Οδηγίερ Χπήζηρ. 

 Δείηε ηην πποβλεπόμενη σπήζη και σπηζιμοποιήζηε ηο πποφόν μόνο ζύμθυνα με αςηήν. 

 Αποθηκεύζηε κάθε νέο πποφόν ζε ξηπό, καθαπό και αζθαλέρ μέπορ. 

 Αποθύγεηε ηιρ ςτηλέρ θεπμοκπαζίερ, ηην ςτηλή ςγπαζία, ηην έκθεζη ζε απεςθείαρ ηλιακό θυρ και ηο μούζκεμα. 
Διαηηπήζηε ηο ζε θεπμοκπαζία δυμαηίος. 

 Μην ηο διαηηπείηε ζε μέπορ με σημικά πποφόνηα και έκλςζη αεπίυν. 

 Διαηηπήζηε ηο ςλικό ζςζκεςαζίαρ συπίρ θθοπέρ και οπέρ. 

 Απαπαιηήηυρ να επιβεβαιώνεηε για κάθε ζςζκεςαζία και κοςηί όηι δεν έσει παπέλθει η ημεπομηνία σπήζηρ. 

 Αθού επιβεβαιώζεηε ηην ημεπομηνία σπήζηρ ζε κάθε ζςζκεςαζία και κοςηί, αποππίτηε ηα είδη πος έσοςν λήξει. 

 Ππιν από κάθε σπήζη, ελέγξηε ηο πποφόν για ηην ύπαπξη σαλαπόηηηαρ, καμπύληρ, ζπαζίμαηορ, πηγμάηυζηρ, 
θθοπάρ ή ζπαζμένυν μεπών. 

 Εάν ηο πποφόν είναι καηεζηπαμμένο ή ελαηηυμαηικό, παπαμεπίζηε ηο και μην ηο σπηζιμοποιήζεηε. Αποθύγεηε ηην 
επαθή ηυν λεπηεπίλεπηυν λεπίδυν με ζκληπέρ επιθάνειερ ή άλλα επγαλεία. 

 
ΑΝΣΔΝΓΔΙΞΔΙ - ΠΡΟΦΤΛΑΞΔΙ 
 

 Απαγοπεύεηαι η επανασπηζιμοποίηζη 

 Απαγοπεύεηαι η επαναποζηείπυζη 

 Μην ηο σπηζιμοποιείηε μεηά ηο πέπαρ ηηρ ημεπομηνίαρ λήξηρ 

 Μην ηο σπηζιμοποιείηε εάν κπίνεηε όηι οι ζςνθήκερ αποζηείπυζηρ ηος πποφόνηορ έσοςν πειπασθεί από 
καηαζηποθή ηηρ ζςζκεςαζίαρ. 

ΤΜΒΟΛΑ ΚΑΙ ΔΠΔΞΗΓΗΔΙ 

0653 
ήμανζη CE και απιθμόρ 
Κοινοποιημένος Οπγανιζμού  Για μία σπήζη  Καηαζκεςαζηήρ 

 
Αποζηείπυζη με 
αιθςλενοξείδιο  

Μην επαναποζηειπώνεηε  Απιθμόρ παπηίδαρ 

 
Κπαηήζηε μακπιά από ηλιακό 
θυρ  

Διαηηπήζηε ζηεγνό ηο πποφόν  Ημεπομηνία καηαζκεςήρ 

 
Πποζοσή! Αναηπέξηε ζηο 
ζςνοδεςηικό έγγπαθο  

Μην σπηζιμοποιείηε εάν η 
ζςζκεςαζία είναι 
καηεζηπαμμένη 

 Ημεπομηνία λήξηρ 
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Λεπίδα                 Χερούλι 

Θήκη 
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