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MHK Medikal Tekstil San. Ve. Tic. Ltd. Şti.

Producl; Analysis Certificate
We, MHK Medikal Tekstil San. Ve. Tic. Ltd. Şti.. as manufacturer, that the following pı:oducts'
tests reports are acceptable.

product Name : Single Gown

characteristic Test Method Units

Per

criticalzone Non criticalzone
Evaluation

Standard Test result Standard
test

resu lt

Resistance microbial
penetration - dry EN lso 2261,2 cFU N/A <= 300 18

Acceptable

Resistance microbial
penetration - wet EN lso 27610 l]l 6 6 N/A

Acceptable

Microbial cleanliness EN lso 11737-1, CFU/10O cm2 <= 300 27 <= 300 27
Acceptable

cleanliness - particulate

matter EN lso 9073-10 lF,M <= 3,5 .3,4 <= 3r5 3,4
Acceptable

Li nti ng EN lso 9073-10 log10 <= 4,0 3,6 <= 4,0 3,6
AcceptabIe

Resistance to liquid
penetration EN 20811 cm H2O >= 100 100 >= 10 100

Acceptable

Bursting strength - Dry EN lso 13938-1 kPa >= 40 1,23 >= 40 123
Acceptable

Burstins strength - Wet EN lso 13938-1 kPa >=40 t22 N/A
Acce!ptable

Tensile strength - Dry
(CD / MD) EN 29073-3 N >= 2O 103 >= 2O 103

Acceptable
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PRODUCT NAME
Disposable §urgical Gown S/MltlXL
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Biocompability

QuaIity Control

*OUR PRODUCTS DO NOT CONTAIN LATEX.

Approved By Quality Management Representative l2020l||ll1ı lTLIRKEY

Şio

MHK MEDİKAL TEKSTİL SAII. ve rİc. rro. şrİ.
ii.:.ıJ.

Sensitızation ( Birıcompability) Not sensizitated According to EN lSO 10993-5

ln Vitro Cytotoxicity (Biocompability) N,ot Cytotoxic According to EN lSO
10993_5

l rritation (Biocompability) Not lrritated According to EN lSO 10993-10

QuaIity Contro!
parameters

Report Specification

Sterility Control P;assed (No Growth) According to EN 1 1135-1,
EN 11737-2

Cleaning Appearıınce Piassed Should be clean ",:i

Raw material control Passed
The right raw material should be used

size control Piassed
The size should be ı:3 cm

Adhesion control Piassed
The layers of the drape should not be
Seoarated.
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