
EC Certificate - Full Quality Assurance System
Directive 93/42/EEC on Medical Devices, Annex II excluding Section 4

No. CE 661378
Issued To: United Orthopedic Corporation

No. 57, Park Ave. 2
Science Park
Hsinchu City
30075
Taiwan

In respect of:

Design and manufacture of total hip and total knee joint implants and their related
accessories, and trial sets for total knee arthroplasty, bipolar hip systems and end-user
sterilized surgical instruments for connection to an active device.

on the basis of our examination of the quality assurance system under the requirements of Council Directive
93/42/EEC, Annex II excluding section 4. The quality assurance system meets the requirements of the directive. For
the placing on the market of class III products an Annex II section 4 certificate is required.

For and on behalf of BSI, a Notified Body for the above Directive (Notified Body Number 2797):

Gary E Slack, Senior Vice President Medical Devices

First Issued: 2017-02-02 Date: 2020-11-25 Expiry Date: 2024-05-26

Page 1 of 1

Validity of this certificate is conditional on the quality system being maintained to the requirements of the Directive as demonstrated through the required
surveillance activities of the Notified Body. This approval excludes all products designed and/or manufactured by a third party on behalf of the company
named on this certificate, unless specifically agreed with BSI.
This certificate was issued electronically and is bound by the conditions of the contract.

Information and Contact: BSI, Say Building, John M. Keynesplein 9, 1066 EP Amsterdam, The Netherlands Tel: + 31 20 346 0780
BSI Group The Netherlands B.V. registered in The Netherlands under 33264284.
A member of BSI Group of Companies.



CeramTec GmbH Medical Products Division
Ceramtec Platz 1-9
73207 Plochingen
Germany

Manufacture

China Biotech Corporation
No. 10, 33rd Road
Taichung Industrial Park
Taichung
Taiwan

Gamma Irradiation

Lincotek Trento S.p.A.
Via Al Dos de la Roda, 60
Z.I. Cire
38057 Pergine Valsugana (TN)
Italy

Surface Treatment

mdi Europe GmbH
Langenhagener Straße 71
30855 Langenhagen
Germany

EU Representative

EC Certificate - Full Quality Assurance System
Directive 93/42/EEC on Medical Devices, Annex II excluding Section 4

List of Significant Subcontractors
Recognised as being involved in services relating to the product covered by:

Certificate No: CE 661378
Date: 2020-11-25
Issued To: United Orthopedic Corporation

No. 57, Park Ave. 2
Science Park
Hsinchu City
30075
Taiwan

Subcontractor: Service(s) supplied

Page 1 of 3

Information and Contact: BSI, Say Building, John M. Keynesplein 9, 1066 EP Amsterdam, The Netherlands Tel: + 31 20 346 0780
BSI Group The Netherlands B.V. registered in The Netherlands under 33264284.
A member of BSI Group of Companies.



Orchid Orthopedics Solutions
Memphis Location
4600E. Shelby Drive
Suite 1
Memphis
Tennesee
38118
USA

Surface Treatment

Taiwan Advanced Sterilization
Technology, Inc. (AST-TW)
Taichung Export Processing Zone
No. 17-1 Chien Kuo Road
Tan Tze
Taichung City
42760
Taiwan

ETO Sterilization
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United Orthopedic Corporation
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Luzhu Dist.
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Date Reference
Number Action

02 February 2017 8603489 First issue, transfer from another Notified Body.
27 February 2019 8713229 Scope was updated to cover total hip and total knee implants.

The scope “Design and manufacture of sterile cervical and lumber
cage systems, bipolar hip implants, partial hip replacement
implants, cancellous bone screws, tibial wedges, tibial and femoral
augments, offset stem adaptors, trial sets for total knee
arthroplasty, and end-user sterilized cervical plate systems, screws
fixation systems, vertebral body replacement systems and spinal
staple systems” was replaced by
“Design and manufacture of sterile cervical and lumber cage
systems, total hip and total knee joint implants and their related
accessories, and trial sets for total knee arthroplasty, femoral
endoprostheses, and sterile and end-user sterilized spinal
reconstruction devices”.
The critical subcontractors United Orthopedic Corporation
(Kaohsiung Branch), Eurocoating S.p.A., Orchid Orthopedics
Solutions, CeramTec AG, and Taiwan Advanced Sterilization
Technology Inc. were added to the list of subcontractors.
The crucial suppliers Invibio Inc., Perryman company, and Supra
alloys Inc were removed from the list of subcontractors.

08 March 2019 8603491 Traceable to NB 0086.
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Date Reference
Number Action

16 October 2019 8715062 Scope was updated to cover end-user sterilized surgical
instruments. mdi Europe GmbH was added to the list of critical
subcontractors as EU Representative.

Current 3250892 Certificate Renewal.
Certificate scope updated to remove "femoral endoprostheses" and
"sterile and end-user sterilized spinal reconstruction devices".
Addition of "bipolar hip systems" and "for connection to an active
device" to the scope.
Subcontractors Eurocoating S.p.A. and CeramTec AG have changed
their names to Lincotek Trento S.p.A. and CeramTec GmbH Medical
Products Division, respectively.
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Validity of this certificate is conditional on the quality system being maintained to the requirements of the Directive as demonstrated through the required
surveillance activities of the Notified Body.
This certificate was issued electronically and is bound by the conditions of the contract.
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EC Design-Examination Certificate
Directive 93/42/EEC on Medical Devices, Annex II Section 4

No. CE 661383
Issued To: United Orthopedic Corporation

No. 57, Park Ave. 2
Science Park
Hsinchu City
30075
Taiwan

In respect of:

U2 Total Knee System

BSI has performed a design examination on the above devices in accordance with the Council Directive 93/42/EEC,
Annex II Section 4 and Commission Directive 2005/50/EC. The design conforms to the requirements of 93/42/EEC.
For marketing of these products an additional Annex II excluding Section 4 certificate is required.

For and on behalf of BSI, a Notified Body for the above Directive (Notified Body Number 2797):

Gary E Slack, Senior Vice President Medical Devices
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Product Code Description Intended use per IFU Classification
2401-1010 UKNEE Patella, in set, small Total Knee Replacement Class III Implant
2401-1020 UKNEE Patella, in set, medium
2401-1030 UKNEE Patella, in set, large
2401-1040 UKNEE Patella, in set, X-large
2401-3010 UKNEE Patella, on set, small
2401-3020 UKNEE Patella, on set, medium
2401-3030 UKNEE Patella, on set, large
2103-1110 Femoral component, CR, porous

coated, #1, left
2103-1120 Femoral component, CR, porous

coated, #2, left
2103-1130 Femoral component, CR, porous

coated, #3, left
2103-1140 Femoral component, CR, porous

coated, #4, left
2103-1150 Femoral component, CR, porous

coated, #5, left



 

EC Design-Examination Certificate

Supplementary Information to CE 661383

Issued To: United Orthopedic Corporation
No. 57, Park Ave. 2
Science Park
Hsinchu City
30075
Taiwan

First Issued: 2019-02-27 Date: 2020-09-11 Expiry Date: 2024-05-26

Page 3 of 105

Validity of this certificate is conditional on the quality system being maintained to the requirements of the Directive as demonstrated through the required
surveillance activities of the Notified Body.
This certificate was issued electronically and is bound by the conditions of the contract.

Information and Contact: BSI, Say Building, John M. Keynesplein 9, 1066 EP Amsterdam, The Netherlands Tel: + 31 20 346 0780
BSI Group The Netherlands B.V. registered in The Netherlands under 33264284.
A member of BSI Group of Companies.

 

Product Code Description Intended use per IFU Classification
2103-1160 Femoral component, CR, porous

coated, #6, left
Total Knee Replacement Class III Implant

2103-1170 Femoral component, CR, porous
coated, #7, left

2103-1115 Femoral component, CR, porous
coated, #1.5, left

2103-1125 Femoral component, CR, porous
coated, #2.5, left

2103-1135 Femoral component, CR, porous
coated, #3.5, left

2103-1145 Femoral component, CR, porous
coated, #4.5, left

2103-1155 Femoral component, CR, porous
coated, #5.5, left

2103-1165 Femoral component, CR, porous
coated, #6.5, left

2103-1210 Femoral component, CR, porous
coated, #1, right
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Product Code Description Intended use per IFU Classification
2103-1220 Femoral component, CR, porous

coated, #2, right
Total Knee Replacement Class III Implant

2103-1230 Femoral component, CR, porous
coated, #3, right

2103-1240 Femoral component, CR, porous
coated, #4, right

2103-1250 Femoral component, CR, porous
coated, #5, right

2103-1260 Femoral component, CR, porous
coated, #6, right

2103-1270 Femoral component, CR, porous
coated, #7, right

2103-1215 Femoral component, CR, porous
coated, #1.5, right

2103-1225 Femoral component, CR, porous
coated, #2.5, right

2103-1235 Femoral component, CR, porous
coated, #3.5, right
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Product Code Description Intended use per IFU Classification
2103-1245 Femoral component, CR, porous

coated, #4.5, right
Total Knee Replacement Class III Implant

2103-1255 Femoral component, CR, porous
coated, #5.5, right

2103-1265 Femoral component, CR, porous
coated, #6.5, right

2103-1310 Femoral component, CR, cemented,
#1, left

2103-1320 Femoral component, CR, cemented,
#2, left

2103-1330 Femoral component, CR, cemented,
#3, left

2103-1340 Femoral component, CR, cemented,
#4, left

2103-1350 Femoral component, CR, cemented,
#5, left

2103-1360 Femoral component, CR, cemented,
#6, left
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Product Code Description Intended use per IFU Classification
2103-1370 Femoral component, CR, cemented,

#7, left
Total Knee Replacement Class III Implant

2103-1315 Femoral component, CR, cemented,
#1.5, left

2103-1325 Femoral component, CR, cemented,
#2.5, left

2103-1335 Femoral component, CR, cemented,
#3.5, left

2103-1345 Femoral component, CR, cemented,
#4.5, left

2103-1355 Femoral component, CR, cemented,
#5.5, left

2103-1365 Femoral component, CR, cemented,
#6.5, left

2103-1410 Femoral component, CR, cemented,
#1, right

2103-1420 Femoral component, CR, cemented,
#2, right
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Product Code Description Intended use per IFU Classification
2103-1430 Femoral component, CR, cemented,

#3, right
Total Knee Replacement Class III Implant

2103-1440 Femoral component, CR, cemented,
#4, right

2103-1450 Femoral component, CR, cemented,
#5, right

2103-1460 Femoral component, CR, cemented,
#6, right

2103-1470 Femoral component, CR, cemented,
#7, right

2103-1415 Femoral component, CR, cemented,
#1.5, right

2103-1425 Femoral component, CR, cemented,
#2.5, right

2103-1435 Femoral component, CR, cemented,
#3.5, right

2103-1445 Femoral component, CR, cemented,
#4.5, right
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Product Code Description Intended use per IFU Classification
2103-1455 Femoral component, CR, cemented,

#5.5, right
Total Knee Replacement Class III Implant

2103-1465 Femoral component, CR, cemented,
#6.5, right

2103-3110 Femoral component, PS,  #1, left
2103-3120 Femoral component, PS,  #2, left
2103-3130 Femoral component, PS,  #3, left
2103-3140 Femoral component, PS,  #4, left
2103-3150 Femoral component, PS,  #5, left
2103-3160 Femoral component, PS,  #6, left
2103-3170 Femoral component, PS,  #7, left
2103-3115 Femoral component, PS, #1.5, left
2103-3125 Femoral component, PS, #2.5, left
2103-3135 Femoral component, PS, #3.5, left
2103-3145 Femoral component, PS, #4.5, left
2103-3155 Femoral component, PS, #5.5, left
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Product Code Description Intended use per IFU Classification
2103-3165 Femoral component, PS, #6.5, left Total Knee Replacement Class III Implant
2103-3210 Femoral component, PS, #1, right
2103-3220 Femoral component, PS, #2, right
2103-3230 Femoral component, PS, #3, right
2103-3240 Femoral component, PS, #4, right
2103-3250 Femoral component, PS, #5, right
2103-3260 Femoral component, PS, #6, right
2103-3270 Femoral component, PS, #7, right
2103-3215 Femoral component, PS, #1.5, right
2103-3225 Femoral component, PS, #2.5, right
2103-3235 Femoral component, PS, #3.5, right
2103-3245 Femoral component, PS, #4.5, right
2103-3255 Femoral component, PS, #5.5, right
2103-3265 Femoral component, PS, #6.5, right
2203-3010 Tibial baseplate, cemented, #1
2203-3020 Tibial baseplate, cemented, #2
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Product Code Description Intended use per IFU Classification
2203-3030 Tibial baseplate, cemented, #3 Total Knee Replacement Class III Implant
2203-3040 Tibial baseplate, cemented, #4
2203-3050 Tibial baseplate, cemented, #5
2203-3060 Tibial baseplate, cemented, #6
2203-3200 Tibial baseplate, CMA, #0
2203-3210 Tibial baseplate, CMA, #1
2203-3220 Tibial baseplate, CMA, #2
2203-3230 Tibial baseplate, CMA, #3
2203-3240 Tibial baseplate, CMA, #4
2203-3250 Tibial baseplate, CMA, #5
2203-3260 Tibial baseplate, CMA, #6
2203-3270 Tibial baseplate, CMA, #7
2303-1201 Tibial insert, CR, plained, #0, 9mm

thick
2303-1202 Tibial insert, CR, plained, #0,

11mm thick
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Product Code Description Intended use per IFU Classification
2303-1203 Tibial insert, CR, plained, #0,

13mm thick
Total Knee Replacement Class III Implant

2303-1204 Tibial insert, CR, plained, #0,
15mm thick

2303-1205 Tibial insert, CR, plained, #0,
18mm thick

2303-1200 Tibial insert, CR, plained, #0,
17mm thick

2303-1206 Tibial insert, CR, plained, #0,
10mm thick

2303-1207 Tibial insert, CR, plained, #0,
12mm thick

2303-1208 Tibial insert, CR, plained, #0,
14mm thick

2303-1209 Tibial insert, CR, plained, #0,
16mm thick

2303-1211 Tibial insert, CR, plained, #1, 9mm
thick
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Product Code Description Intended use per IFU Classification
2303-1212 Tibial insert, CR, plained, #1,

11mm thick
Total Knee Replacement Class III Implant

2303-1213 Tibial insert, CR, plained, #1,
13mm thick

2303-1214 Tibial insert, CR, plained, #1,
15mm thick

2303-1215 Tibial insert, CR, plained, #1,
18mm thick

2303-1210 Tibial insert, CR, plained, #1,
17mm thick

2303-1216 Tibial insert, CR, plained, #1,
10mm thick

2303-1217 Tibial insert, CR, plained, #1,
12mm thick

2303-1218 Tibial insert, CR, plained, #1,
14mm thick

2303-1219 Tibial insert, CR, plained, #1,
16mm thick
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Product Code Description Intended use per IFU Classification
2303-1221 Tibial insert, CR, plained, #2, 9mm

thick
Total Knee Replacement Class III Implant

2303-1222 Tibial insert, CR, plained, #2,
11mm thick

2303-1223 Tibial insert, CR, plained, #2,
13mm thick

2303-1224 Tibial insert, CR, plained, #2,
15mm thick

2303-1225 Tibial insert, CR, plained, #2,
18mm thick

2303-1220 Tibial insert, CR, plained, #2,
17mm thick

2303-1226 Tibial insert, CR, plained, #2,
10mm thick

2303-1227 Tibial insert, CR, plained, #2,
12mm thick

2303-1228 Tibial insert, CR, plained, #2,
14mm thick
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Product Code Description Intended use per IFU Classification
2303-1229 Tibial insert, CR, plained, #2,

16mm thick
Total Knee Replacement Class III Implant

2303-1231 Tibial insert, CR, plained, #3, 9mm
thick

2303-1232 Tibial insert, CR, plained, #3,
11mm thick

2303-1233 Tibial insert, CR, plained, #3,
13mm thick

2303-1234 Tibial insert, CR, plained, #3,
15mm thick

2303-1235 Tibial insert, CR, plained, #3,
18mm thick

2303-1230 Tibial insert, CR, plained, #3,
17mm thick

2303-1236 Tibial insert, CR, plained, #3,
10mm thick

2303-1237 Tibial insert, CR, plained, #3,
12mm thick
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Product Code Description Intended use per IFU Classification
2303-1238 Tibial insert, CR, plained, #3,

14mm thick
Total Knee Replacement Class III Implant

2303-1239 Tibial insert, CR, plained, #3,
16mm thick

2303-1241 Tibial insert, CR, plained, #4, 9mm
thick

2303-1242 Tibial insert, CR, plained, #4,
11mm thick

2303-1243 Tibial insert, CR, plained, #4,
13mm thick

2303-1244 Tibial insert, CR, plained, #4,
15mm thick

2303-1245 Tibial insert, CR, plained, #4,
18mm thick

2303-1240 Tibial insert, CR, plained, #4,
17mm thick

2303-1246 Tibial insert, CR, plained, #4,
10mm thick
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Product Code Description Intended use per IFU Classification
2303-1247 Tibial insert, CR, plained, #4,

12mm thick
Total Knee Replacement Class III Implant

2303-1248 Tibial insert, CR, plained, #4,
14mm thick

2303-1249 Tibial insert, CR, plained, #4,
16mm thick

2303-1251 Tibial insert, CR, plained, #5, 9mm
thick

2303-1252 Tibial insert, CR, plained, #5,
11mm thick

2303-1253 Tibial insert, CR, plained, #5,
13mm thick

2303-1254 Tibial insert, CR, plained, #5,
15mm thick

2303-1255 Tibial insert, CR, plained, #5,
18mm thick

2303-1250 Tibial insert, CR, plained, #5,
17mm thick
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Product Code Description Intended use per IFU Classification
2303-1256 Tibial insert, CR, plained, #5,

10mm thick
Total Knee Replacement Class III Implant

2303-1257 Tibial insert, CR, plained, #5,
12mm thick

2303-1258 Tibial insert, CR, plained, #5,
14mm thick

2303-1259 Tibial insert, CR, plained, #5,
16mm thick

2303-1261 Tibial insert, CR, plained, #6, 9mm
thick

2303-1262 Tibial insert, CR, plained, #6,
11mm thick

2303-1263 Tibial insert, CR, plained, #6,
13mm thick

2303-1264 Tibial insert, CR, plained, #6,
15mm thick

2303-1265 Tibial insert, CR, plained, #6,
18mm thick
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Product Code Description Intended use per IFU Classification
2303-1260 Tibial insert, CR, plained, #6,

17mm thick
Total Knee Replacement Class III Implant

2303-1266 Tibial insert, CR, plained, #6,
10mm thick

2303-1267 Tibial insert, CR, plained, #6,
12mm thick

2303-1268 Tibial insert, CR, plained, #6,
14mm thick

2303-1269 Tibial insert, CR, plained, #6,
16mm thick

2303-1271 Tiaial insert, CR, plained, #7, 9mm
thick

2303-1272 Tiaial insert, CR, plained, #7,
11mm thick

2303-1273 Tiaial insert, CR, plained, #7,
13mm thick

2303-1274 Tiaial insert, CR, plained, #7,
15mm thick
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Product Code Description Intended use per IFU Classification
2303-1275 Tiaial insert, CR, plained, #7,

18mm thick
Total Knee Replacement Class III Implant

2303-1270 Tibial insert, CR, plained, #7,
17mm thick

2303-1276 Tibial insert, CR, plained, #7,
10mm thick

2303-1277 Tibial insert, CR, plained, #7,
12mm thick

2303-1278 Tibial insert, CR, plained, #7,
14mm thick

2303-1279 Tibial insert, CR, plained, #7,
16mm thick

2303-1601 XPE Tibial insert, CR, #0, 9mm
thick

2303-1602 XPE Tibial insert, CR, #0, 11mm
thick

2303-1603 XPE Tibial insert, CR, #0, 13mm
thick
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Product Code Description Intended use per IFU Classification
2303-1604 XPE Tibial insert, CR, #0, 15mm

thick
Total Knee Replacement Class III Implant

2303-1605 XPE Tibial insert, CR, #0, 18mm
thick

2303-1606 XPE Tibial insert, CR, #0, 10mm
thick

2303-1607 XPE Tibial insert, CR, #0, 12mm
thick

2303-1608 XPE Tibial insert, CR, #0, 14mm
thick

2303-1609 XPE Tibial insert, CR, #0, 16mm
thick

2303-1600 XPE Tibial insert, CR, #0, 17mm
thick

2303-1611 XPE Tibial Insert, CR, #1, 9mm
thick

2303-1612 XPE Tibial Insert, CR, #1, 11mm
thick
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Product Code Description Intended use per IFU Classification
2303-1613 XPE Tibial Insert, CR, #1, 13mm

thick
Total Knee Replacement Class III Implant

2303-1614 XPE Tibial Insert, CR, #1, 15mm
thick

2303-1615 XPE Tibial Insert, CR, #1, 18mm
thick

2303-1616 XPE Tibial insert, CR, #1, 10mm
thick

2303-1617 XPE Tibial insert, CR, #1, 12mm
thick

2303-1618 XPE Tibial insert, CR, #1, 14mm
thick

2303-1619 XPE Tibial insert, CR, #1, 16mm
thick

2303-1610 XPE Tibial insert, CR, #1, 17mm
thick

2303-1621 XPE Tibial Insert, CR, #2, 9mm
thick
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Product Code Description Intended use per IFU Classification
2303-1622 XPE Tibial Insert, CR, #2, 11mm

thick
Total Knee Replacement Class III Implant

2303-1623 XPE Tibial Insert, CR, #2, 13mm
thick

2303-1624 XPE Tibial Insert, CR, #2, 15mm
thick

2303-1625 XPE Tibial Insert, CR, #2, 18mm
thick

2303-1626 XPE Tibial insert, CR, #2, 10mm
thick

2303-1627 XPE Tibial insert, CR, #2, 12mm
thick

2303-1628 XPE Tibial insert, CR, #2, 14mm
thick

2303-1629 XPE Tibial insert, CR, #2, 16mm
thick

2303-1620 XPE Tibial insert, CR, #2, 17mm
thick
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Product Code Description Intended use per IFU Classification
2303-1631 XPE Tibial Insert, CR, #3, 9mm

thick
Total Knee Replacement Class III Implant

2303-1632 XPE Tibial Insert, CR, #3, 11mm
thick

2303-1633 XPE Tibial Insert, CR, #3, 13mm
thick

2303-1634 XPE Tibial Insert, CR, #3, 15mm
thick

2303-1635 XPE Tibial Insert, CR, #3, 18mm
thick

2303-1636 XPE Tibial insert, CR, #3, 10mm
thick

2303-1637 XPE Tibial insert, CR, #3, 12mm
thick

2303-1638 XPE Tibial insert, CR, #3, 14mm
thick

2303-1639 XPE Tibial insert, CR, #3, 16mm
thick
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Product Code Description Intended use per IFU Classification
2303-1630 XPE Tibial insert, CR, #3, 17mm

thick
Total Knee Replacement Class III Implant

2303-1641 XPE Tibial Insert, CR, #4, 9mm
thick

2303-1642 XPE Tibial Insert, CR, #4, 11mm
thick

2303-1643 XPE Tibial Insert, CR, #4, 13mm
thick

2303-1644 XPE Tibial Insert, CR, #4, 15mm
thick

2303-1645 XPE Tibial Insert, CR, #4, 18mm
thick

2303-1646 XPE Tibial insert, CR, #4, 10mm
thick

2303-1647 XPE Tibial insert, CR, #4, 12mm
thick

2303-1648 XPE Tibial insert, CR, #4, 14mm
thick
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Product Code Description Intended use per IFU Classification
2303-1649 XPE Tibial insert, CR, #4, 16mm

thick
Total Knee Replacement Class III Implant

2303-1640 XPE Tibial insert, CR, #4, 17mm
thick

2303-1651 XPE Tibial Insert, CR, #5, 9mm
thick

2303-1652 XPE Tibial Insert, CR, #5, 11mm
thick

2303-1653 XPE Tibial Insert, CR, #5, 13mm
thick

2303-1654 XPE Tibial Insert, CR, #5, 15mm
thick

2303-1655 XPE Tibial Insert, CR, #5, 18mm
thick

2303-1656 XPE Tibial insert, CR, #5, 10mm
thick

2303-1657 XPE Tibial insert, CR, #5, 12mm
thick
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Product Code Description Intended use per IFU Classification
2303-1658 XPE Tibial insert, CR, #5, 14mm

thick
Total Knee Replacement Class III Implant

2303-1659 XPE Tibial insert, CR, #5, 16mm
thick

2303-1650 XPE Tibial insert, CR, #5, 17mm
thick

2303-1661 XPE Tibial Insert, CR, #6, 9mm
thick

2303-1662 XPE Tibial Insert, CR, #6, 11mm
thick

2303-1663 XPE Tibial Insert, CR, #6, 13mm
thick

2303-1664 XPE Tibial Insert, CR, #6, 15mm
thick

2303-1665 XPE Tibial Insert, CR, #6, 18mm
thick

2303-1666 XPE Tibial insert, CR, #6, 10mm
thick
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Product Code Description Intended use per IFU Classification
2303-1667 XPE Tibial insert, CR, #6, 12mm

thick
Total Knee Replacement Class III Implant

2303-1668 XPE Tibial insert, CR, #6, 14mm
thick

2303-1669 XPE Tibial insert, CR, #6, 16mm
thick

2303-1660 XPE Tibial insert, CR, #6, 17mm
thick

2303-1671 XPE Tibial insert, CR, #7, 9mm
thick

2303-1672 XPE Tibial insert, CR, #7, 11mm
thick

2303-1673 XPE Tibial insert, CR, #7, 13mm
thick

2303-1674 XPE Tibial insert, CR, #7, 15mm
thick

   2303-1675 XPE Tibial insert, CR, #7, 18mm
thick



 

EC Design-Examination Certificate

Supplementary Information to CE 661383

Issued To: United Orthopedic Corporation
No. 57, Park Ave. 2
Science Park
Hsinchu City
30075
Taiwan

First Issued: 2019-02-27 Date: 2020-09-11 Expiry Date: 2024-05-26

Page 28 of 105

Validity of this certificate is conditional on the quality system being maintained to the requirements of the Directive as demonstrated through the required
surveillance activities of the Notified Body.
This certificate was issued electronically and is bound by the conditions of the contract.

Information and Contact: BSI, Say Building, John M. Keynesplein 9, 1066 EP Amsterdam, The Netherlands Tel: + 31 20 346 0780
BSI Group The Netherlands B.V. registered in The Netherlands under 33264284.
A member of BSI Group of Companies.

 

Product Code Description Intended use per IFU Classification
2303-1676 XPE Tibial insert, CR, #7, 10mm

thick
Total Knee Replacement Class III Implant

2303-1677 XPE Tibial insert, CR, #7, 12mm
thick

2303-1678 XPE Tibial insert, CR, #7, 14mm
thick

2303-1679 XPE Tibial insert, CR, #7, 16mm
thick

2303-1670 XPE Tibial insert, CR, #7, 17mm
thick

2303-3001 Tibial insert, PS, #0, 9mm thick
2303-3002 Tibial insert, PS, #0, 11mm thick
2303-3003 Tibial insert, PS, #0, 13mm thick
2303-3004 Tibial insert, PS, #0, 15mm thick
2303-3005 Tibial insert, PS, #0, 18mm thick
2303-3006 Tibial insert, PS, #0, 10mm thick
2303-3007 Tibial insert, PS, #0, 12mm thick
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Product Code Description Intended use per IFU Classification
2303-3008 Tibial insert, PS, #0, 14mm thick Total Knee Replacement Class III Implant
2303-3009 Tibial insert, PS, #0, 16mm thick
2303-3000 Tibial insert, PS, #0, 17mm thick
2303-3011 Tibial insert, PS, #1, 9mm thick
2303-3012 Tibial insert, PS, #1, 11mm thick
2303-3013 Tibial insert, PS, #1, 13mm thick
2303-3014 Tibial insert, PS, #1, 15mm thick
2303-3015 Tibial insert, PS, #1, 18mm thick
2303-3016 Tibial insert, PS, #1, 10mm thick
2303-3017 Tibial insert, PS, #1, 12mm thick
2303-3018 Tibial insert, PS, #1, 14mm thick
2303-3019 Tibial insert, PS, #1, 16mm thick
2303-3010 Tibial insert, PS, #1, 17mm thick
2303-3021 Tibial insert, PS, #2, 9mm thick
2303-3022 Tibial insert, PS, #2, 11mm thick
2303-3023 Tibial insert, PS, #2, 13mm thick
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Product Code Description Intended use per IFU Classification
2303-3024 Tibial insert, PS, #2, 15mm thick Total Knee Replacement Class III Implant
2303-3025 Tibial insert, PS, #2, 18mm thick
2303-3026 Tibial insert, PS, #2, 10mm thick
2303-3027 Tibial insert, PS, #2, 12mm thick
2303-3028 Tibial insert, PS, #2, 14mm thick
2303-3029 Tibial insert, PS, #2, 16mm thick
2303-3020 Tibial insert, PS, #2, 17mm thick
2303-3031 Tibial insert, PS, #3, 9mm thick
2303-3032 Tibial insert, PS, #3, 11mm thick
2303-3033 Tibial insert, PS, #3, 13mm thick
2303-3034 Tibial insert, PS, #3, 15mm thick
2303-3035 Tibial insert, PS, #3, 18mm thick
2303-3036 Tibial insert, PS, #3, 10mm thick
2303-3037 Tibial insert, PS, #3, 12mm thick
2303-3038 Tibial insert, PS, #3, 14mm thick
2303-3039 Tibial insert, PS, #3, 16mm thick
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Product Code Description Intended use per IFU Classification
2303-3030 Tibial insert, PS, #3, 17mm thick Total Knee Replacement Class III Implant
2303-3041 Tibial insert, PS, #4, 9mm thick
2303-3042 Tibial insert, PS, #4, 11mm thick
2303-3043 Tibial insert, PS, #4, 13mm thick
2303-3044 Tibial insert, PS, #4, 15mm thick
2303-3045 Tibial insert, PS, #4, 18mm thick
2303-3046 Tibial insert, PS, #4, 10mm thick
2303-3047 Tibial insert, PS, #4, 12mm thick
2303-3048 Tibial insert, PS, #4, 14mm thick
2303-3049 Tibial insert, PS, #4, 16mm thick
2303-3040 Tibial insert, PS, #4, 17mm thick
2303-3051 Tibial insert, PS, #5, 9mm thick
2303-3052 Tibial insert, PS, #5, 11mm thick
2303-3053 Tibial insert, PS, #5, 13mm thick
2303-3054 Tibial insert, PS, #5, 15mm thick
2303-3055 Tibial insert, PS, #5, 18mm thick
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Product Code Description Intended use per IFU Classification
2303-3056 Tibial insert, PS, #5, 10mm thick Total Knee Replacement Class III Implant
2303-3057 Tibial insert, PS, #5, 12mm thick
2303-3058 Tibial insert, PS, #5, 14mm thick
2303-3059 Tibial insert, PS, #5, 16mm thick
2303-3050 Tibial insert, PS, #5, 17mm thick
2303-3061 Tibial insert, PS, #6, 9mm thick
2303-3062 Tibial insert, PS, #6, 11mm thick
2303-3063 Tibial insert, PS, #6, 13mm thick
2303-3064 Tibial insert, PS, #6, 15mm thick
2303-3065 Tibial insert, PS, #6, 18mm thick
2303-3066 Tibial insert, PS, #6, 10mm thick
2303-3067 Tibial insert, PS, #6, 12mm thick
2303-3068 Tibial insert, PS, #6, 14mm thick
2303-3069 Tibial insert, PS, #6, 16mm thick
2303-3060 Tibial insert, PS, #6, 17mm thick
2303-3071 Tibial insert, PS, #7, 9mm thick
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Product Code Description Intended use per IFU Classification
2303-3072 Tibial insert, PS, #7, 11mm thick Total Knee Replacement Class III Implant
2303-3073 Tibial insert, PS, #7, 13mm thick
2303-3074 Tibial insert, PS, #7, 15mm thick
2303-3075 Tibial insert, PS, #7, 18mm thick
2303-3076 Tibial insert, PS, #7, 10mm thick
2303-3077 Tibial insert, PS, #7, 12mm thick
2303-3078 Tibial insert, PS, #7, 14mm thick
2303-3079 Tibial insert, PS, #7, 16mm thick
2303-3070 Tibial insert, PS, #7, 17mm thick
2303-3601 XPE Tibial insert, PS, #0, 9mm

thick
2303-3602 XPE Tibial insert, PS, #0, 11mm

thick
2303-3603 XPE Tibial insert, PS, #0, 13mm

thick
2303-3604 XPE Tibial insert, PS, #0, 15mm

thick
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Product Code Description Intended use per IFU Classification
2303-3605 XPE Tibial insert, PS, #0, 18mm

thick
Total Knee Replacement Class III Implant

2303-3606 XPE Tibial insert, PS, #0, 10mm
thick

2303-3607 XPE Tibial insert, PS, #0, 12mm
thick

2303-3608 XPE Tibial insert, PS, #0, 14mm
thick

2303-3609 XPE Tibial insert, PS, #0, 16mm
thick

2303-3600 XPE Tibial insert, PS, #0, 17mm
thick

2303-3611 XPE Tibial Insert, PS, #1, 9mm
thick

2303-3612 XPE Tibial Insert, PS, #1, 11mm
thick

2303-3613 XPE Tibial Insert, PS, #1, 13mm
thick
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Product Code Description Intended use per IFU Classification
2303-3614 XPE Tibial Insert, PS, #1, 15mm

thick
Total Knee Replacement Class III Implant

2303-3615 XPE Tibial Insert, PS, #1, 18mm
thick

2303-3616 XPE Tibial insert, PS, #1, 10mm
thick

2303-3617 XPE Tibial insert, PS, #1, 12mm
thick

2303-3618 XPE Tibial insert, PS, #1, 14mm
thick

2303-3619 XPE Tibial insert, PS, #1, 16mm
thick

2303-3610 XPE Tibial insert, PS, #1, 17mm
thick

2303-3621 XPE Tibial Insert, PS, #2, 9mm
thick

2303-3622 XPE Tibial Insert, PS, #2, 11mm
thick
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Product Code Description Intended use per IFU Classification
2303-3623 XPE Tibial Insert, PS, #2, 13mm

thick
Total Knee Replacement Class III Implant

2303-3624 XPE Tibial Insert, PS, #2, 15mm
thick

2303-3625 XPE Tibial Insert, PS, #2, 18mm
thick

2303-3626 XPE Tibial insert, PS, #2, 10mm
thick

2303-3627 XPE Tibial insert, PS, #2, 12mm
thick

2303-3628 XPE Tibial insert, PS, #2, 14mm
thick

2303-3629 XPE Tibial insert, PS, #2, 16mm
thick

2303-3620 XPE Tibial insert, PS, #2, 17mm
thick

2303-3631 XPE Tibial Insert, PS, #3, 9mm
thick
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Product Code Description Intended use per IFU Classification
2303-3632 XPE Tibial Insert, PS, #3, 11mm

thick
Total Knee Replacement Class III Implant

2303-3633 XPE Tibial Insert, PS, #3, 13mm
thick

2303-3634 XPE Tibial Insert, PS, #3, 15mm
thick

2303-3635 XPE Tibial Insert, PS, #3, 18mm
thick

2303-3636 XPE Tibial insert, PS, #3, 10mm
thick

2303-3637 XPE Tibial insert, PS, #3, 12mm
thick

2303-3638 XPE Tibial insert, PS, #3, 14mm
thick

2303-3639 XPE Tibial insert, PS, #3, 16mm
thick

2303-3630 XPE Tibial insert, PS, #3, 17mm
thick
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Product Code Description Intended use per IFU Classification
2303-3641 XPE Tibial Insert, PS, #4, 9mm

thick
Total Knee Replacement Class III Implant

2303-3642 XPE Tibial Insert, PS, #4, 11mm
thick

2303-3643 XPE Tibial Insert, PS, #4, 13mm
thick

2303-3644 XPE Tibial Insert, PS, #4, 15mm
thick

2303-3645 XPE Tibial Insert, PS, #4, 18mm
thick

2303-3646 XPE Tibial insert, PS, #4, 10mm
thick

2303-3647 XPE Tibial insert, PS, #4, 12mm
thick

2303-3648 XPE Tibial insert, PS, #4, 14mm
thick

2303-3649 XPE Tibial insert, PS, #4, 16mm
thick
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Product Code Description Intended use per IFU Classification
2303-3640 XPE Tibial insert, PS, #4, 17mm

thick
Total Knee Replacement Class III Implant

2303-3651 XPE Tibial Insert, PS, #5, 9mm
thick

2303-3652 XPE Tibial Insert, PS, #5, 11mm
thick

2303-3653 XPE Tibial Insert, PS, #5, 13mm
thick

2303-3654 XPE Tibial Insert, PS, #5, 15mm
thick

2303-3655 XPE Tibial Insert, PS, #5, 18mm
thick

2303-3656 XPE Tibial insert, PS, #5, 10mm
thick

2303-3657 XPE Tibial insert, PS, #5, 12mm
thick

2303-3658 XPE Tibial insert, PS, #5, 14mm
thick
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Product Code Description Intended use per IFU Classification
2303-3659 XPE Tibial insert, PS, #5, 16mm

thick
Total Knee Replacement Class III Implant

2303-3650 XPE Tibial insert, PS, #5, 17mm
thick

2303-3661 XPE Tibial Insert, PS, #6, 9mm
thick

2303-3662 XPE Tibial Insert, PS, #6, 11mm
thick

2303-3663 XPE Tibial Insert, PS, #6, 13mm
thick

2303-3664 XPE Tibial Insert, PS, #6, 15mm
thick

2303-3665 XPE Tibial Insert, PS, #6, 18mm
thick

2303-3666 XPE Tibial insert, PS, #6, 10mm
thick

2303-3667 XPE Tibial insert, PS, #6, 12mm
thick



 

EC Design-Examination Certificate

Supplementary Information to CE 661383

Issued To: United Orthopedic Corporation
No. 57, Park Ave. 2
Science Park
Hsinchu City
30075
Taiwan

First Issued: 2019-02-27 Date: 2020-09-11 Expiry Date: 2024-05-26

Page 41 of 105

Validity of this certificate is conditional on the quality system being maintained to the requirements of the Directive as demonstrated through the required
surveillance activities of the Notified Body.
This certificate was issued electronically and is bound by the conditions of the contract.

Information and Contact: BSI, Say Building, John M. Keynesplein 9, 1066 EP Amsterdam, The Netherlands Tel: + 31 20 346 0780
BSI Group The Netherlands B.V. registered in The Netherlands under 33264284.
A member of BSI Group of Companies.

 

Product Code Description Intended use per IFU Classification
2303-3668 XPE Tibial insert, PS, #6, 14mm

thick
Total Knee Replacement Class III Implant

2303-3669 XPE Tibial insert, PS, #6, 16mm
thick

2303-3660 XPE Tibial insert, PS, #6, 17mm
thick

2303-3671 XPE Tibial insert, PS, #7, 9mm thick
2303-3672 XPE Tibial insert, PS, #7, 11mm

thick
2303-3673 XPE Tibial insert, PS, #7, 13mm

thick
2303-3674 XPE Tibial insert, PS, #7, 15mm

thick
2303-3675 XPE Tibial insert, PS, #7, 18mm

thick
2303-3676 XPE Tibial insert, PS, #7, 10mm

thick
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Product Code Description Intended use per IFU Classification
2303-3677 XPE Tibial insert, PS, #7, 12mm

thick
Total Knee Replacement Class III Implant

2303-3678 XPE Tibial insert, PS, #7, 14mm
thick

2303-3679 XPE Tibial insert, PS, #7, 16mm
thick

2303-3670 XPE Tibial insert, PS, #7, 17mm
thick

2303-1401 XPE Tibial insert, UC, #0, 9mm
thick

2303-1402 XPE Tibial insert, UC, #0, 11mm
thick

2303-1403 XPE Tibial insert, UC, #0, 13mm
thick

2303-1404 XPE Tibial insert, UC, #0, 15mm
thick

2303-1405 XPE Tibial insert, UC, #0, 18mm
thick
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Product Code Description Intended use per IFU Classification
2303-1411 XPE Tibial insert, UC, #1, 9mm

thick
Total Knee Replacement Class III Implant

2303-1412 XPE Tibial insert, UC, #1, 11mm
thick

2303-1413 XPE Tibial insert, UC, #1, 13mm
thick

2303-1414 XPE Tibial insert, UC, #1, 15mm
thick

2303-1415 XPE Tibial insert, UC, #1, 18mm
thick

2303-1421 XPE Tibial insert, UC, #2, 9mm
thick

2303-1422 XPE Tibial insert, UC, #2, 11mm
thick

2303-1423 XPE Tibial insert, UC, #2, 13mm
thick

2303-1424 XPE Tibial insert, UC, #2, 15mm
thick
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Product Code Description Intended use per IFU Classification
2303-1425 XPE Tibial insert, UC, #2, 18mm

thick
Total Knee Replacement Class III Implant

2303-1431 XPE Tibial insert, UC, #3, 9mm
thick

2303-1432 XPE Tibial insert, UC, #3, 11mm
thick

2303-1433 XPE Tibial insert, UC, #3, 13mm
thick

2303-1434 XPE Tibial insert, UC, #3, 15mm
thick

2303-1435 XPE Tibial insert, UC, #3, 18mm
thick

2303-1441 XPE Tibial insert, UC, #4, 9mm
thick

2303-1442 XPE Tibial insert, UC, #4, 11mm
thick

2303-1443 XPE Tibial insert, UC, #4, 13mm
thick
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Product Code Description Intended use per IFU Classification
2303-1444 XPE Tibial insert, UC, #4, 15mm

thick
Total Knee Replacement Class III Implant

2303-1445 XPE Tibial insert, UC, #4, 18mm
thick

2303-1451 XPE Tibial insert, UC, #5, 9mm
thick

2303-1452 XPE Tibial insert, UC, #5, 11mm
thick

2303-1453 XPE Tibial insert, UC, #5, 13mm
thick

2303-1454 XPE Tibial insert, UC, #5, 15mm
thick

2303-1455 XPE Tibial insert, UC, #5, 18mm
thick

2303-1461 XPE Tibial insert, UC, #6, 9mm
thick

2303-1462 XPE Tibial insert, UC, #6, 11mm
thick
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Product Code Description Intended use per IFU Classification
2303-1463 XPE Tibial insert, UC, #6, 13mm

thick
Total Knee Replacement Class III Implant

2303-1464 XPE Tibial insert, UC, #6, 15mm
thick

2303-1465 XPE Tibial insert, UC, #6, 18mm
thick

2303-1471 XPE Tibial insert, UC, #7, 9mm
thick

2303-1472 XPE Tibial insert, UC, #7, 11mm
thick

2303-1473 XPE Tibial insert, UC, #7, 13mm
thick

2303-1474 XPE Tibial insert, UC, #7, 15mm
thick

2303-1475 XPE Tibial insert, UC, #7, 18mm
thick

2303-1406 XPE Tibial insert, UC, #0, 10mm
thick
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Product Code Description Intended use per IFU Classification
2303-1407 XPE Tibial insert, UC, #0, 12mm

thick
Total Knee Replacement Class III Implant

2303-1408 XPE Tibial insert, UC, #0, 14mm
thick

2303-1409 XPE Tibial insert, UC, #0, 16mm
thick

2303-1400 XPE Tibial insert, UC, #0, 17mm
thick

2303-1416 XPE Tibial insert, UC, #1, 10mm
thick

2303-1417 XPE Tibial insert, UC, #1, 12mm
thick

2303-1418 XPE Tibial insert, UC, #1, 14mm
thick

2303-1419 XPE Tibial insert, UC, #1, 16mm
thick

2303-1410 XPE Tibial insert, UC, #1, 17mm
thick
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Product Code Description Intended use per IFU Classification
2303-1426 XPE Tibial insert, UC, #2, 10mm

thick
Total Knee Replacement Class III Implant

2303-1427 XPE Tibial insert, UC, #2, 12mm
thick

2303-1428 XPE Tibial insert, UC, #2, 14mm
thick

2303-1429 XPE Tibial insert, UC, #2, 16mm
thick

2303-1420 XPE Tibial insert, UC, #2, 17mm
thick

2303-1436 XPE Tibial insert, UC, #3, 10mm
thick

2303-1437 XPE Tibial insert, UC, #3, 12mm
thick

2303-1438 XPE Tibial insert, UC, #3, 14mm
thick

2303-1439 XPE Tibial insert, UC, #3, 16mm
thick
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Product Code Description Intended use per IFU Classification
2303-1430 XPE Tibial insert, UC, #3, 17mm

thick
Total Knee Replacement Class III Implant

2303-1446 XPE Tibial insert, UC, #4, 10mm
thick

2303-1447 XPE Tibial insert, UC, #4, 12mm
thick

2303-1448 XPE Tibial insert, UC, #4, 14mm
thick

2303-1449 XPE Tibial insert, UC, #4, 16mm
thick

2303-1440 XPE Tibial insert, UC, #4, 17mm
thick

2303-1456 XPE Tibial insert, UC, #5, 10mm
thick

2303-1457 XPE Tibial insert, UC, #5, 12mm
thick

2303-1458 XPE Tibial insert, UC, #5, 14mm
thick
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Product Code Description Intended use per IFU Classification
2303-1459 XPE Tibial insert, UC, #5, 16mm

thick
Total Knee Replacement Class III Implant

2303-1450 XPE Tibial insert, UC, #5, 17mm
thick

2303-1466 XPE Tibial insert, UC, #6, 10mm
thick

2303-1467 XPE Tibial insert, UC, #6, 12mm
thick

2303-1468 XPE Tibial insert, UC, #6, 14mm
thick

2303-1469 XPE Tibial insert, UC, #6, 16mm
thick

2303-1460 XPE Tibial insert, UC, #6, 17mm
thick

2303-1476 XPE Tibial insert, UC, #7, 10mm
thick

2303-1477 XPE Tibial insert, UC, #7, 12mm
thick
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Product Code Description Intended use per IFU Classification
2303-1478 XPE Tibial insert, UC, #7, 14mm

thick
Total Knee Replacement Class III Implant

2303-1479 XPE Tibial insert, UC, #7, 16mm
thick

2303-1470 XPE Tibial insert, UC, #7, 17mm
thick

2403-1010 Patella, On set, X-Small, 26 mm
Dia. 7mm thick

2403-1020 Patella, On set, Small, 29 mm Dia.
8mm thick

2403-1030 Patella, On set, Medium,32 mm
Dia. 8.5mm thick

2403-1040 Patella, On set, Large, 35 mm Dia.
9mm thick

2403-1050 Patella, On set, X-Large, 38 mm
Dia. 9.5mm thick

2403-1060 Patella, On set, XX-Large, 41 mm
Dia. 10mm thick
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Product Code Description Intended use per IFU Classification
2403-1070 Patella, On set, E-Large, 44 mm

Dia. 10.5mm thick
Total Knee Replacement Class III Implant

2403-3210 XPE Patella, On set, X-Small, 26
mm Dia. 7mm thick

2403-3220 XPE Patella, On set, Small, 29 mm
Dia. 8mm thick

2403-3230 XPE Patella, On set, Medium, 32
mm Dia. 8.5mm thick

2403-3240 XPE Patella, On set, Large, 35 mm
Dia. 9mm thick

2403-3250 XPE Patella, On set, X-Large, 38
mm Dia. 9.5mm thick

2403-3260 XPE Patella, On set, XX-Large, 41
mm Dia. 10mm thick

2403-3270 XPE Patella, On set, E-Large, 44
mm Dia. 10.5mm thick

2403-3010 XPE Patella, Small, 22mm Dia. 8mm
thick
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Product Code Description Intended use per IFU Classification
2403-3020 XPE Patella, Medium, 25mm Dia.

10mm thick
Total Knee Replacement Class III Implant

2403-3030 XPE Patella, Large, 28mm Dia.
10mm thick

2403-3040 XPE Patella, X-Large, 32mm Dia.
10mm thick

2203-1001 All poly tibial component, CR, #0,
9mm thick

2203-1002 All poly tibial component, CR, #0,
11mm thick

2203-1003 All poly tibial component, CR, #0,
13mm thick

2203-1004 All poly tibial component, CR, #0,
15mm thick

2203-1005 All poly tibial component, CR, #0,
18mm thick

2203-1011 All poly tibial component, CR, #1,
9mm thick
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Product Code Description Intended use per IFU Classification
2203-1012 All poly tibial component, CR, #1,

11mm thick
Total Knee Replacement Class III Implant

2203-1013 All poly tibial component, CR, #1,
13mm thick

2203-1014 All poly tibial component, CR, #1,
15mm thick

2203-1015 All poly tibial component, CR, #1,
18mm thick

2203-1016 All poly tibial component, CR, #1,
10mm thick

2203-1017 All poly tibial component, CR, #1,
12mm thick

2203-1018 All poly tibial component, CR, #1,
14mm thick

2203-1019 All poly tibial component, CR, #1,
16mm thick

2203-1010 All poly tibial component, CR, #1,
17mm thick
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Product Code Description Intended use per IFU Classification
2203-1021 All poly tibial component, CR, #2,

9mm thick
Total Knee Replacement Class III Implant

2203-1022 All poly tibial component, CR, #2,
11mm thick

2203-1023 All poly tibial component, CR, #2,
13mm thick

2203-1024 All poly tibial component, CR, #2,
15mm thick

2203-1025 All poly tibial component, CR, #2,
18mm thick

2203-1026 All poly tibial component, CR, #2,
10mm thick

2203-1027 All poly tibial component, CR, #2,
12mm thick

2203-1028 All poly tibial component, CR, #2,
14mm thick

2203-1029 All poly tibial component, CR, #2,
16mm thick
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Product Code Description Intended use per IFU Classification
2203-1020 All poly tibial component, CR, #2,

17mm thick
Total Knee Replacement Class III Implant

2203-1031 All poly tibial component, CR, #3,
9mm thick

2203-1032 All poly tibial component, CR, #3,
11mm thick

2203-1033 All poly tibial component, CR, #3,
13mm thick

2203-1034 All poly tibial component, CR, #3,
15mm thick

2203-1035 All poly tibial component, CR, #3,
18mm thick

2203-1036 All poly tibial component, CR, #3,
10mm thick

2203-1037 All poly tibial component, CR, #3,
12mm thick

2203-1038 All poly tibial component, CR, #3,
14mm thick
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Product Code Description Intended use per IFU Classification
2203-1039 All poly tibial component, CR, #3,

16mm thick
Total Knee Replacement Class III Implant

2203-1030 All poly tibial component, CR, #3,
17mm thick

2203-1041 All poly tibial component, CR, #4,
9mm thick

2203-1042 All poly tibial component, CR, #4,
11mm thick

2203-1043 All poly tibial component, CR, #4,
13mm thick

2203-1044 All poly tibial component, CR, #4,
15mm thick

2203-1045 All poly tibial component, CR, #4,
18mm thick

2203-1046 All poly tibial component, CR, #4,
10mm thick

2203-1047 All poly tibial component, CR, #4,
12mm thick
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Product Code Description Intended use per IFU Classification
2203-1048 All poly tibial component, CR, #4,

14mm thick
Total Knee Replacement Class III Implant

2203-1049 All poly tibial component, CR, #4,
16mm thick

2203-1040 All poly tibial component, CR, #4,
17mm thick

2203-1051 All poly tibial component, CR, #5,
9mm thick

2203-1052 All poly tibial component, CR, #5,
11mm thick

2203-1053 All poly tibial component, CR, #5,
13mm thick

2203-1054 All poly tibial component, CR, #5,
15mm thick

2203-1055 All poly tibial component, CR, #5,
18mm thick

2203-1056 All poly tibial component, CR, #5,
10mm thick
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Product Code Description Intended use per IFU Classification
2203-1057 All poly tibial component, CR, #5,

12mm thick
Total Knee Replacement Class III Implant

2203-1058 All poly tibial component, CR, #5,
14mm thick

2203-1059 All poly tibial component, CR, #5,
16mm thick

2203-1050 All poly tibial component, CR, #5,
17mm thick

2203-1061 All poly tibial component, CR, #6,
9mm thick

2203-1062 All poly tibial component, CR, #6,
11mm thick

2203-1063 All poly tibial component, CR, #6,
13mm thick

2203-1064 All poly tibial component, CR, #6,
15mm thick

2203-1065 All poly tibial component, CR, #6,
18mm thick
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Product Code Description Intended use per IFU Classification
2203-1066 All poly tibial component, CR, #6,

10mm thick
Total Knee Replacement Class III Implant

2203-1067 All poly tibial component, CR, #6,
12mm thick

2203-1068 All poly tibial component, CR, #6,
14mm thick

2203-1069 All poly tibial component, CR, #6,
16mm thick

2203-1060 All poly tibial component, CR, #6,
17mm thick

2203-1071 All poly tibial component, CR, #7,
9mm thick

2203-1072 All poly tibial component, CR, #7,
11mm thick

2203-1073 All poly tibial component, CR, #7,
13mm thick

2203-1074 All poly tibial component, CR, #7,
15mm thick
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Product Code Description Intended use per IFU Classification
2203-1075 All poly tibial component, CR, #7,

18mm thick
Total Knee Replacement Class III Implant

2203-1076 All poly tibial component, CR, #7,
10mm thick

2203-1077 All poly tibial component, CR, #7,
12mm thick

2203-1078 All poly tibial component, CR, #7,
14mm thick

2203-1079 All poly tibial component, CR, #7,
16mm thick

2203-1070 All poly tibial component, CR, #7,
17mm thick

2203-1201 All poly tibial component, PS, #0,
9mm thick

2203-1202 All poly tibial component, PS, #0,
11mm thick

2203-1203 All poly tibial component, PS, #0,
13mm thick
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Product Code Description Intended use per IFU Classification
2203-1204 All poly tibial component, PS, #0,

15mm thick
Total Knee Replacement Class III Implant

2203-1205 All poly tibial component, PS, #0,
18mm thick

2203-1211 All poly tibial component, PS, #1,
9mm thick

2203-1212 All poly tibial component, PS, #1,
11mm thick

2203-1213 All poly tibial component, PS, #1,
13mm thick

2203-1214 All poly tibial component, PS, #1,
15mm thick

2203-1215 All poly tibial component, PS, #1,
18mm thick

2203-1216 All poly tibial component, PS, #1,
10mm thick

2203-1217 All poly tibial component, PS, #1,
12mm thick
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Product Code Description Intended use per IFU Classification
2203-1218 All poly tibial component, PS, #1,

14mm thick
Total Knee Replacement Class III Implant

2203-1219 All poly tibial component, PS, #1,
16mm thick

2203-1210 All poly tibial component, PS, #1,
17mm thick

2203-1221 All poly tibial component, PS, #2,
9mm thick

2203-1222 All poly tibial component, PS, #2,
11mm thick

2203-1223 All poly tibial component, PS, #2,
13mm thick

2203-1224 All poly tibial component, PS, #2,
15mm thick

2203-1225 All poly tibial component, PS, #2,
18mm thick

2203-1226 All poly tibial component, PS, #2,
10mm thick
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Product Code Description Intended use per IFU Classification
2203-1227 All poly tibial component, PS, #2,

12mm thick
Total Knee Replacement Class III Implant

2203-1228 All poly tibial component, PS, #2,
14mm thick

2203-1229 All poly tibial component, PS, #2,
16mm thick

2203-1220 All poly tibial component, PS, #2,
17mm thick

2203-1231 All poly tibial component, PS, #3,
9mm thick

2203-1232 All poly tibial component, PS, #3,
11mm thick

2203-1233 All poly tibial component, PS, #3,
13mm thick

2203-1234 All poly tibial component, PS, #3,
15mm thick

2203-1235 All poly tibial component, PS, #3,
18mm thick
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Product Code Description Intended use per IFU Classification
2203-1236 All poly tibial component, PS, #3,

10mm thick
Total Knee Replacement Class III Implant

2203-1237 All poly tibial component, PS, #3,
12mm thick

2203-1238 All poly tibial component, PS, #3,
14mm thick

2203-1239 All poly tibial component, PS, #3,
16mm thick

2203-1230 All poly tibial component, PS, #3,
17mm thick

2203-1241 All poly tibial component, PS, #4,
9mm thick

2203-1242 All poly tibial component, PS, #4,
11mm thick

2203-1243 All poly tibial component, PS, #4,
13mm thick

2203-1244 All poly tibial component, PS, #4,
15mm thick
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Product Code Description Intended use per IFU Classification
2203-1245 All poly tibial component, PS, #4,

18mm thick
Total Knee Replacement Class III Implant

2203-1246 All poly tibial component, PS, #4,
10mm thick

2203-1247 All poly tibial component, PS, #4,
12mm thick

2203-1248 All poly tibial component, PS, #4,
14mm thick

2203-1249 All poly tibial component, PS, #4,
16mm thick

2203-1240 All poly tibial component, PS, #4,
17mm thick

2203-1251 All poly tibial component, PS, #5,
9mm thick

2203-1252 All poly tibial component, PS, #5,
11mm thick

2203-1253 All poly tibial component, PS, #5,
13mm thick
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Product Code Description Intended use per IFU Classification
2203-1254 All poly tibial component, PS, #5,

15mm thick
Total Knee Replacement Class III Implant

2203-1255 All poly tibial component, PS, #5,
18mm thick

2203-1256 All poly tibial component, PS, #5,
10mm thick

2203-1257 All poly tibial component, PS, #5,
12mm thick

2203-1258 All poly tibial component, PS, #5,
14mm thick

2203-1259 All poly tibial component, PS, #5,
16mm thick

2203-1250 All poly tibial component, PS, #5,
17mm thick

2203-1261 All poly tibial component, PS, #6,
9mm thick

2203-1262 All poly tibial component, PS, #6,
11mm thick
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Product Code Description Intended use per IFU Classification
2203-1263 All poly tibial component, PS, #6,

13mm thick
Total Knee Replacement Class III Implant

2203-1264 All poly tibial component, PS, #6,
15mm thick

2203-1265 All poly tibial component, PS, #6,
18mm thick

2203-1266 All poly tibial component, PS, #6,
10mm thick

2203-1267 All poly tibial component, PS, #6,
12mm thick

2203-1268 All poly tibial component, PS, #6,
14mm thick

2203-1269 All poly tibial component, PS, #6,
16mm thick

2203-1260 All poly tibial component, PS, #6,
17mm thick

2203-1271 All poly tibial component, PS, #7,
9mm thick
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Product Code Description Intended use per IFU Classification
2203-1272 All poly tibial component, PS, #7,

11mm thick
Total Knee Replacement Class III Implant

2203-1273 All poly tibial component, PS, #7,
13mm thick

2203-1274 All poly tibial component, PS, #7,
15mm thick

2203-1275 All poly tibial component, PS, #7,
18mm thick

2203-1276 All poly tibial component, PS, #7,
10mm thick

2203-1277 All poly tibial component, PS, #7,
12mm thick

2203-1278 All poly tibial component, PS, #7,
14mm thick

2203-1279 All poly tibial component, PS, #7,
16mm thick

2203-1270 All poly tibial component, PS, #7,
17mm thick
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Product Code Description Intended use per IFU Classification
2203-1401 All poly tibial component, UC, #0,

9mm thick
Total Knee Replacement Class III Implant

2203-1402 All poly tibial component, UC, #0,
11mm thick

2203-1403 All poly tibial component, UC, #0,
13mm thick

2203-1404 All poly tibial component, UC, #0,
15mm thick

2203-1405 All poly tibial component, UC, #0,
18mm thick

2203-1411 All poly tibial component, UC, #1,
9mm thick

2203-1412 All poly tibial component, UC, #1,
11mm thick

2203-1413 All poly tibial component, UC, #1,
13mm thick

2203-1414 All poly tibial component, UC, #1,
15mm thick
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Product Code Description Intended use per IFU Classification
2203-1415 All poly tibial component, UC, #1,

18mm thick
Total Knee Replacement Class III Implant

2203-1416 All poly tibial component, UC, #1,
10mm thick

2203-1417 All poly tibial component, UC, #1,
12mm thick

2203-1418 All poly tibial component, UC, #1,
14mm thick

2203-1419 All poly tibial component, UC, #1,
16mm thick

2203-1410 All poly tibial component, UC, #1,
17mm thick

2203-1421 All poly tibial component, UC, #2,
9mm thick

2203-1422 All poly tibial component, UC, #2,
11mm thick

2203-1423 All poly tibial component, UC, #2,
13mm thick
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Product Code Description Intended use per IFU Classification
2203-1424 All poly tibial component, UC, #2,

15mm thick
Total Knee Replacement Class III Implant

2203-1425 All poly tibial component, UC, #2,
18mm thick

2203-1426 All poly tibial component, UC, #2,
10mm thick

2203-1427 All poly tibial component, UC, #2,
12mm thick

2203-1428 All poly tibial component, UC, #2,
14mm thick

2203-1429 All poly tibial component, UC, #2,
16mm thick

2203-1420 All poly tibial component, UC, #2,
17mm thick

2203-1431 All poly tibial component, UC, #3,
9mm thick

2203-1432 All poly tibial component, UC, #3,
11mm thick
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Product Code Description Intended use per IFU Classification
2203-1433 All poly tibial component, UC, #3,

13mm thick
Total Knee Replacement Class III Implant

2203-1434 All poly tibial component, UC, #3,
15mm thick

2203-1435 All poly tibial component, UC, #3,
18mm thick

2203-1436 All poly tibial component, UC, #3,
10mm thick

2203-1437 All poly tibial component, UC, #3,
12mm thick

2203-1438 All poly tibial component, UC, #3,
14mm thick

2203-1439 All poly tibial component, UC, #3,
16mm thick

2203-1430 All poly tibial component, UC, #3,
17mm thick

2203-1441 All poly tibial component, UC, #4,
9mm thick
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Product Code Description Intended use per IFU Classification
2203-1442 All poly tibial component, UC, #4,

11mm thick
Total Knee Replacement Class III Implant

2203-1443 All poly tibial component, UC, #4,
13mm thick

2203-1444 All poly tibial component, UC, #4,
15mm thick

2203-1445 All poly tibial component, UC, #4,
18mm thick

2203-1446 All poly tibial component, UC, #4,
10mm thick

2203-1447 All poly tibial component, UC, #4,
12mm thick

2203-1448 All poly tibial component, UC, #4,
14mm thick

2203-1449 All poly tibial component, UC, #4,
16mm thick

2203-1440 All poly tibial component, UC, #4,
17mm thick
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Product Code Description Intended use per IFU Classification
2203-1451 All poly tibial component, UC, #5,

9mm thick
Total Knee Replacement Class III Implant

2203-1452 All poly tibial component, UC, #5,
11mm thick

2203-1453 All poly tibial component, UC, #5,
13mm thick

2203-1454 All poly tibial component, UC, #5,
15mm thick

2203-1455 All poly tibial component, UC, #5,
18mm thick

2203-1456 All poly tibial component, UC, #5,
10mm thick

2203-1457 All poly tibial component, UC, #5,
12mm thick

2203-1458 All poly tibial component, UC, #5,
14mm thick

2203-1459 All poly tibial component, UC, #5,
16mm thick
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Product Code Description Intended use per IFU Classification
2203-1450 All poly tibial component, UC, #5,

17mm thick
Total Knee Replacement Class III Implant

2203-1461 All poly tibial component, UC, #6,
9mm thick

2203-1462 All poly tibial component, UC, #6,
11mm thick

2203-1463 All poly tibial component, UC, #6,
13mm thick

2203-1464 All poly tibial component, UC, #6,
15mm thick

2203-1465 All poly tibial component, UC, #6,
18mm thick

2203-1466 All poly tibial component, UC, #6,
10mm thick

2203-1467 All poly tibial component, UC, #6,
12mm thick

2203-1468 All poly tibial component, UC, #6,
14mm thick
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Product Code Description Intended use per IFU Classification
2203-1469 All poly tibial component, UC, #6,

16mm thick
Total Knee Replacement Class III Implant

2203-1460 All poly tibial component, UC, #6,
17mm thick

2203-1471 All poly tibial component, UC, #7,
9mm thick

2203-1472 All poly tibial component, UC, #7,
11mm thick

2203-1473 All poly tibial component, UC, #7,
13mm thick

2203-1474 All poly tibial component, UC, #7,
15mm thick

2203-1475 All poly tibial component, UC, #7,
18mm thick

2203-1476 All poly tibial component, UC, #7,
10mm thick

2203-1477 All poly tibial component, UC, #7,
12mm thick
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Product Code Description Intended use per IFU Classification
2203-1478 All poly tibial component, UC, #7,

14mm thick
Total Knee Replacement Class III Implant

2203-1479 All poly tibial component, UC, #7,
16mm thick

2203-1470 All poly tibial component, UC, #7,
17mm thick

2303-1801 E-XPE Tibial Insert, Cruciate
Retaining, #0, 9mm Thick

2303-1802 E-XPE Tibial Insert, Cruciate
Retaining, #0, 11mm Thick

2303-1803 E-XPE Tibial Insert, Cruciate
Retaining, #0, 13mm Thick

2303-1804 E-XPE Tibial Insert, Cruciate
Retaining, #0, 15mm Thick

2303-1805 E-XPE Tibial Insert, Cruciate
Retaining, #0, 18mm Thick

2303-1806 E-XPE Tibial Insert, Cruciate
Retaining, #0, 10mm Thick
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Product Code Description Intended use per IFU Classification
2303-1807 E-XPE Tibial Insert, Cruciate

Retaining, #0, 12mm Thick
Total Knee Replacement Class III Implant

2303-1808 E-XPE Tibial Insert, Cruciate
Retaining, #0, 14mm Thick

2303-1809 E-XPE Tibial Insert, Cruciate
Retaining, #0, 16mm Thick

2303-1800 E-XPE Tibial Insert, Cruciate
Retaining, #0, 17mm Thick

2303-1811 E-XPE Tibial Insert, Cruciate
Retaining, #1, 9mm Thick

2303-1812 E-XPE Tibial Insert, Cruciate
Retaining, #1, 11mm Thick

2303-1813 E-XPE Tibial Insert, Cruciate
Retaining, #1, 13mm Thick

2303-1814 E-XPE Tibial Insert, Cruciate
Retaining, #1, 15mm Thick

2303-1815 E-XPE Tibial Insert, Cruciate
Retaining, #1, 18mm Thick
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Product Code Description Intended use per IFU Classification
2303-1816 E-XPE Tibial Insert, Cruciate

Retaining, #1, 10mm Thick
Total Knee Replacement Class III Implant

2303-1817 E-XPE Tibial Insert, Cruciate
Retaining, #1, 12mm Thick

2303-1818 E-XPE Tibial Insert, Cruciate
Retaining, #1, 14mm Thick

2303-1819 E-XPE Tibial Insert, Cruciate
Retaining, #1, 16mm Thick

2303-1810 E-XPE Tibial Insert, Cruciate
Retaining, #1, 17mm Thick

2303-1821 E-XPE Tibial Insert, Cruciate
Retaining, #2, 9mm Thick

2303-1822 E-XPE Tibial Insert, Cruciate
Retaining, #2, 11mm Thick

2303-1823 E-XPE Tibial Insert, Cruciate
Retaining, #2, 13mm Thick

2303-1824 E-XPE Tibial Insert, Cruciate
Retaining, #2, 15mm Thick
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Product Code Description Intended use per IFU Classification
2303-1825 E-XPE Tibial Insert, Cruciate

Retaining, #2, 18mm Thick
Total Knee Replacement Class III Implant

2303-1826 E-XPE Tibial Insert, Cruciate
Retaining, #2, 10mm Thick

2303-1827 E-XPE Tibial Insert, Cruciate
Retaining, #2, 12mm Thick

2303-1828 E-XPE Tibial Insert, Cruciate
Retaining, #2, 14mm Thick

2303-1829 E-XPE Tibial Insert, Cruciate
Retaining, #2, 16mm Thick

2303-1820 E-XPE Tibial Insert, Cruciate
Retaining, #2, 17mm Thick

2303-1831 E-XPE Tibial Insert, Cruciate
Retaining, #3, 9mm Thick

2303-1832 E-XPE Tibial Insert, Cruciate
Retaining, #3, 11mm Thick

2303-1833 E-XPE Tibial Insert, Cruciate
Retaining, #3, 13mm Thick

2303-1834 E-XPE Tibial Insert, Cruciate
Retaining, #3, 15mm Thick
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Product Code Description Intended use per IFU Classification
2303-1835 E-XPE Tibial Insert, Cruciate

Retaining, #3, 18mm Thick
Total Knee Replacement Class III Implant

2303-1836 E-XPE Tibial Insert, Cruciate
Retaining, #3, 10mm Thick

2303-1837 E-XPE Tibial Insert, Cruciate
Retaining, #3, 12mm Thick

2303-1838 E-XPE Tibial Insert, Cruciate
Retaining, #3, 14mm Thick

2303-1839 E-XPE Tibial Insert, Cruciate
Retaining, #3, 16mm Thick

2303-1830 E-XPE Tibial Insert, Cruciate
Retaining, #3, 17mm Thick

2303-1841 E-XPE Tibial Insert, Cruciate
Retaining, #4, 9mm Thick

2303-1842 E-XPE Tibial Insert, Cruciate
Retaining, #4, 11mm Thick

2303-1843 E-XPE Tibial Insert, Cruciate
Retaining, #4, 13mm Thick
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Product Code Description Intended use per IFU Classification
2303-1844 E-XPE Tibial Insert, Cruciate

Retaining, #4, 15mm Thick
Total Knee Replacement Class III Implant

2303-1845 E-XPE Tibial Insert, Cruciate
Retaining, #4, 18mm Thick

2303-1846 E-XPE Tibial Insert, Cruciate
Retaining, #4, 10mm Thick

2303-1847 E-XPE Tibial Insert, Cruciate
Retaining, #4, 12mm Thick

2303-1848 E-XPE Tibial Insert, Cruciate
Retaining, #4, 14mm Thick

2303-1849 E-XPE Tibial Insert, Cruciate
Retaining, #4, 16mm Thick

2303-1840 E-XPE Tibial Insert, Cruciate
Retaining, #4, 17mm Thick

2303-1851 E-XPE Tibial Insert, Cruciate
Retaining, #5, 9mm Thick

2303-1852 E-XPE Tibial Insert, Cruciate
Retaining, #5, 11mm Thick



 

EC Design-Examination Certificate

Supplementary Information to CE 661383

Issued To: United Orthopedic Corporation
No. 57, Park Ave. 2
Science Park
Hsinchu City
30075
Taiwan

First Issued: 2019-02-27 Date: 2020-09-11 Expiry Date: 2024-05-26

Page 84 of 105

Validity of this certificate is conditional on the quality system being maintained to the requirements of the Directive as demonstrated through the required
surveillance activities of the Notified Body.
This certificate was issued electronically and is bound by the conditions of the contract.

Information and Contact: BSI, Say Building, John M. Keynesplein 9, 1066 EP Amsterdam, The Netherlands Tel: + 31 20 346 0780
BSI Group The Netherlands B.V. registered in The Netherlands under 33264284.
A member of BSI Group of Companies.

 

Product Code Description Intended use per IFU Classification
2303-1853 E-XPE Tibial Insert, Cruciate

Retaining, #5, 13mm Thick
Total Knee Replacement Class III Implant

2303-1854 E-XPE Tibial Insert, Cruciate
Retaining, #5, 15mm Thick

2303-1855 E-XPE Tibial Insert, Cruciate
Retaining, #5, 18mm Thick

2303-1856 E-XPE Tibial Insert, Cruciate
Retaining, #5, 10mm Thick

2303-1857 E-XPE Tibial Insert, Cruciate
Retaining, #5, 12mm Thick

2303-1858 E-XPE Tibial Insert, Cruciate
Retaining, #5, 14mm Thick

2303-1859 E-XPE Tibial Insert, Cruciate
Retaining, #5, 16mm Thick

2303-1850 E-XPE Tibial Insert, Cruciate
Retaining, #5, 17mm Thick

2303-1861 E-XPE Tibial Insert, Cruciate
Retaining, #6, 9mm Thick
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Product Code Description Intended use per IFU Classification
2303-1862 E-XPE Tibial Insert, Cruciate

Retaining, #6, 11mm Thick
Total Knee Replacement Class III Implant

2303-1863 E-XPE Tibial Insert, Cruciate
Retaining, #6, 13mm Thick

2303-1864 E-XPE Tibial Insert, Cruciate
Retaining, #6, 15mm Thick

2303-1865 E-XPE Tibial Insert, Cruciate
Retaining, #6, 18mm Thick

2303-1866 E-XPE Tibial Insert, Cruciate
Retaining, #6, 10mm Thick

2303-1867 E-XPE Tibial Insert, Cruciate
Retaining, #6, 12mm Thick

2303-1868 E-XPE Tibial Insert, Cruciate
Retaining, #6, 14mm Thick

2303-1869 E-XPE Tibial Insert, Cruciate
Retaining, #6, 16mm Thick

2303-1860 E-XPE Tibial Insert, Cruciate
Retaining, #6, 17mm Thick
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Product Code Description Intended use per IFU Classification
2303-1871 E-XPE Tibial Insert, Cruciate

Retaining, #7, 9mm Thick
Total Knee Replacement Class III Implant

2303-1872 E-XPE Tibial Insert, Cruciate
Retaining, #7, 11mm Thick

2303-1873 E-XPE Tibial Insert, Cruciate
Retaining, #7, 13mm Thick

2303-1874 E-XPE Tibial Insert, Cruciate
Retaining, #7, 15mm Thick

2303-1875 E-XPE Tibial Insert, Cruciate
Retaining, #7, 18mm Thick

2303-1876 E-XPE Tibial Insert, Cruciate
Retaining, #7, 10mm Thick

2303-1877 E-XPE Tibial Insert, Cruciate
Retaining, #7, 12mm Thick

2303-1878 E-XPE Tibial Insert, Cruciate
Retaining, #7, 14mm Thick

2303-1879 E-XPE Tibial Insert, Cruciate
Retaining, #7, 16mm Thick
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Product Code Description Intended use per IFU Classification
2303-1870 E-XPE Tibial Insert, Cruciate

Retaining, #7, 17mm Thick
Total Knee Replacement Class III Implant

2303-3801 E-XPE Tibial Insert, Posterior
Stabilized, #0, 9mm Thick

2303-3802 E-XPE Tibial Insert, Posterior
Stabilized, #0, 11mm Thick

2303-3803 E-XPE Tibial Insert, Posterior
Stabilized, #0, 13mm Thick

2303-3804 E-XPE Tibial Insert, Posterior
Stabilized, #0, 15mm Thick

2303-3806 E-XPE Tibial Insert, Posterior
Stabilized, #0, 10mm Thick

2303-3807 E-XPE Tibial Insert, Posterior
Stabilized, #0, 12mm Thick

2303-3808 E-XPE Tibial Insert, Posterior
Stabilized, #0, 14mm Thick

2303-3809 E-XPE Tibial Insert, Posterior
Stabilized, #0, 16mm Thick
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Product Code Description Intended use per IFU Classification
2303-3800 E-XPE Tibial Insert, Posterior

Stabilized, #0, 17mm Thick
Total Knee Replacement Class III Implant

2303-3811 E-XPE Tibial Insert, Posterior
Stabilized, #1, 9mm Thick

2303-3812 E-XPE Tibial Insert, Posterior
Stabilized, #1, 11mm Thick

2303-3813 E-XPE Tibial Insert, Posterior
Stabilized, #1, 13mm Thick

2303-3814 E-XPE Tibial Insert, Posterior
Stabilized, #1, 15mm Thick

2303-3815 E-XPE Tibial Insert, Posterior
Stabilized, #1, 18mm Thick

2303-3816 E-XPE Tibial Insert, Posterior
Stabilized, #1, 10mm Thick

2303-3817 E-XPE Tibial Insert, Posterior
Stabilized, #1, 12mm Thick
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Product Code Description Intended use per IFU Classification
2303-3818 E-XPE Tibial Insert, Posterior

Stabilized, #1, 14mm Thick
Total Knee Replacement Class III Implant

2303-3819 E-XPE Tibial Insert, Posterior
Stabilized, #1, 16mm Thick

2303-3810 E-XPE Tibial Insert, Posterior
Stabilized, #1, 17mm Thick

2303-3821 E-XPE Tibial Insert, Posterior
Stabilized, #2, 9mm Thick

2303-3822 E-XPE Tibial Insert, Posterior
Stabilized, #2, 11mm Thick

2303-3823 E-XPE Tibial Insert, Posterior
Stabilized, #2, 13mm Thick

2303-3824 E-XPE Tibial Insert, Posterior
Stabilized, #2, 15mm Thick

2303-3825 E-XPE Tibial Insert, Posterior
Stabilized, #2, 18mm Thick

2303-3826 E-XPE Tibial Insert, Posterior
Stabilized, #2, 10mm Thick
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Product Code Description Intended use per IFU Classification

2303-3827 E-XPE Tibial Insert, Posterior
Stabilized, #2, 12mm Thick

Total Knee Replacement Class III Implant

2303-3828 E-XPE Tibial Insert, Posterior
Stabilized, #2, 14mm Thick

2303-3829 E-XPE Tibial Insert, Posterior
Stabilized, #2, 16mm Thick

2303-3820 E-XPE Tibial Insert, Posterior
Stabilized, #2, 17mm Thick

2303-3831 E-XPE Tibial Insert, Posterior
Stabilized, #3, 9mm Thick

2303-3832 E-XPE Tibial Insert, Posterior
Stabilized, #3, 11mm Thick

2303-3833 E-XPE Tibial Insert, Posterior
Stabilized, #3, 13mm Thick

2303-3834 E-XPE Tibial Insert, Posterior
Stabilized, #3, 15mm Thick

2303-3835 E-XPE Tibial Insert, Posterior
Stabilized, #3, 18mm Thick
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Product Code Description Intended use per IFU Classification
2303-3836 E-XPE Tibial Insert, Posterior

Stabilized, #3, 10mm Thick
Total Knee Replacement Class III Implant

2303-3837 E-XPE Tibial Insert, Posterior
Stabilized, #3, 12mm Thick

2303-3838 E-XPE Tibial Insert, Posterior
Stabilized, #3, 14mm Thick

2303-3839 E-XPE Tibial Insert, Posterior
Stabilized, #3, 16mm Thick

2303-3830 E-XPE Tibial Insert, Posterior
Stabilized, #3, 17mm Thick

2303-3841 E-XPE Tibial Insert, Posterior
Stabilized, #4, 9mm Thick

2303-3842 E-XPE Tibial Insert, Posterior
Stabilized, #4, 11mm Thick

2303-3843 E-XPE Tibial Insert, Posterior
Stabilized, #4, 13mm Thick

2303-3844 E-XPE Tibial Insert, Posterior
Stabilized, #4, 15mm Thick
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Product Code Description Intended use per IFU Classification
2303-3845 E-XPE Tibial Insert, Posterior

Stabilized, #4, 18mm Thick
Total Knee Replacement Class III Implant

2303-3846 E-XPE Tibial Insert, Posterior
Stabilized, #4, 10mm Thick

2303-3847 E-XPE Tibial Insert, Posterior
Stabilized, #4, 12mm Thick

2303-3848 E-XPE Tibial Insert, Posterior
Stabilized, #4, 14mm Thick

2303-3849 E-XPE Tibial Insert, Posterior
Stabilized, #4, 16mm Thick

2303-3840 E-XPE Tibial Insert, Posterior
Stabilized, #4, 17mm Thick

2303-3851 E-XPE Tibial Insert, Posterior
Stabilized, #5, 9mm Thick

2303-3852 E-XPE Tibial Insert, Posterior
Stabilized, #5, 11mm Thick

2303-3853 E-XPE Tibial Insert, Posterior
Stabilized, #5, 13mm Thick
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Product Code Description Intended use per IFU Classification
2303-3854 E-XPE Tibial Insert, Posterior

Stabilized, #5, 15mm Thick
Total Knee Replacement Class III Implant

2303-3855 E-XPE Tibial Insert, Posterior
Stabilized, #5, 18mm Thick

2303-3856 E-XPE Tibial Insert, Posterior
Stabilized, #5, 10mm Thick

2303-3857 E-XPE Tibial Insert, Posterior
Stabilized, #5, 12mm Thick

2303-3858 E-XPE Tibial Insert, Posterior
Stabilized, #5, 14mm Thick

2303-3859 E-XPE Tibial Insert, Posterior
Stabilized, #5, 16mm Thick

2303-3850 E-XPE Tibial Insert, Posterior
Stabilized, #5, 17mm Thick

2303-3861 E-XPE Tibial Insert, Posterior
Stabilized, #6, 9mm Thick

2303-3862 E-XPE Tibial Insert, Posterior
Stabilized, #6, 11mm Thick
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Product Code Description Intended use per IFU Classification
2303-3863 E-XPE Tibial Insert, Posterior

Stabilized, #6, 13mm Thick
Total Knee Replacement Class III Implant

2303-3864 E-XPE Tibial Insert, Posterior
Stabilized, #6, 15mm Thick

2303-3865 E-XPE Tibial Insert, Posterior
Stabilized, #6, 18mm Thick

2303-3866 E-XPE Tibial Insert, Posterior
Stabilized, #6, 10mm Thick

2303-3867 E-XPE Tibial Insert, Posterior
Stabilized, #6, 12mm Thick

2303-3868 E-XPE Tibial Insert, Posterior
Stabilized, #6, 14mm Thick

2303-3869 E-XPE Tibial Insert, Posterior
Stabilized, #6, 16mm Thick

2303-3860 E-XPE Tibial Insert, Posterior
Stabilized, #6, 17mm Thick

2303-3871 E-XPE Tibial Insert, Posterior
Stabilized, #7, 9mm Thick
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Product Code Description Intended use per IFU Classification
2303-3872 E-XPE Tibial Insert, Posterior

Stabilized, #7, 11mm Thick
Total Knee Replacement Class III Implant

2303-3873 E-XPE Tibial Insert, Posterior
Stabilized, #7, 13mm Thick

2303-3874 E-XPE Tibial Insert, Posterior
Stabilized, #7, 15mm Thick

2303-3875 E-XPE Tibial Insert, Posterior
Stabilized, #7, 18mm Thick

2303-3876 E-XPE Tibial Insert, Posterior
Stabilized, #7, 10mm Thick

2303-3877 E-XPE Tibial Insert, Posterior
Stabilized, #7, 12mm Thick

2303-3878 E-XPE Tibial Insert, Posterior
Stabilized, #7, 14mm Thick

2303-3879 E-XPE Tibial Insert, Posterior
Stabilized, #7, 16mm Thick

2303-3870 E-XPE Tibial Insert, Posterior
Stabilized, #7, 17mm Thick

2303-1701 E-XPE Tibial Insert, Ultracongruent,
#0, 9mm Thick
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Product Code Description Intended use per IFU Classification
2303-1702 E-XPE Tibial Insert, Ultracongruent,

#0, 11mm Thick
Total Knee Replacement Class III Implant

2303-1703 E-XPE Tibial Insert, Ultracongruent,
#0, 13mm Thick

2303-1704 E-XPE Tibial Insert, Ultracongruent,
#0, 15mm Thick

2303-1705 E-XPE Tibial Insert, Ultracongruent,
#0, 18mm Thick

2303-1706 E-XPE Tibial Insert, Ultracongruent,
#0, 10mm Thick

2303-1707 E-XPE Tibial Insert, Ultracongruent,
#0, 12mm Thick

2303-1708 E-XPE Tibial Insert, Ultracongruent,
#0, 14mm Thick

2303-1709 E-XPE Tibial Insert, Ultracongruent,
#0, 16mm Thick

2303-1700 E-XPE Tibial Insert, Ultracongruent,
#0, 17mm Thick

2303-1711 E-XPE Tibial Insert, Ultracongruent,
#1, 9mm Thick

2303-1712 E-XPE Tibial Insert, Ultracongruent,
#1, 11mm Thick
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Product Code Description Intended use per IFU Classification
2303-1713 E-XPE Tibial Insert, Ultracongruent,

#1, 13mm Thick
Total Knee Replacement Class III Implant

2303-1714 E-XPE Tibial Insert, Ultracongruent,
#1, 15mm Thick

2303-1715 E-XPE Tibial Insert, Ultracongruent,
#1, 18mm Thick

2303-1716 E-XPE Tibial Insert, Ultracongruent,
#1, 10mm Thick

2303-1717 E-XPE Tibial Insert, Ultracongruent,
#1, 12mm Thick

2303-1718 E-XPE Tibial Insert, Ultracongruent,
#1, 14mm Thick

2303-1719 E-XPE Tibial Insert, Ultracongruent,
#1, 16mm Thick

2303-1710 E-XPE Tibial Insert, Ultracongruent,
#1, 17mm Thick

2303-1721 E-XPE Tibial Insert, Ultracongruent,
#2, 9mm Thick

2303-1722 E-XPE Tibial Insert, Ultracongruent,
#2, 11mm Thick

2303-1723 E-XPE Tibial Insert, Ultracongruent,
#2, 13mm Thick
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Product Code Description Intended use per IFU Classification
2303-1724 E-XPE Tibial Insert, Ultracongruent,

#2, 15mm Thick
Total Knee Replacement Class III Implant

2303-1725 E-XPE Tibial Insert, Ultracongruent,
#2, 18mm Thick

2303-1726 E-XPE Tibial Insert, Ultracongruent,
#2, 10mm Thick

2303-1727 E-XPE Tibial Insert, Ultracongruent,
#2, 12mm Thick

2303-1728 E-XPE Tibial Insert, Ultracongruent,
#2, 14mm Thick

2303-1729 E-XPE Tibial Insert, Ultracongruent,
#2, 16mm Thick

2303-1720 E-XPE Tibial Insert, Ultracongruent,
#2, 17mm Thick

2303-1731 E-XPE Tibial Insert, Ultracongruent,
#3, 9mm Thick

2303-1732 E-XPE Tibial Insert, Ultracongruent,
#3, 11mm Thick

2303-1733 E-XPE Tibial Insert, Ultracongruent,
#3, 13mm Thick

2303-1734 E-XPE Tibial Insert, Ultracongruent,
#3, 15mm Thick
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Product Code Description Intended use per IFU Classification
2303-1735 E-XPE Tibial Insert, Ultracongruent,

#3, 18mm Thick
Total Knee Replacement Class III Implant

2303-1736 E-XPE Tibial Insert, Ultracongruent,
#3, 10mm Thick

2303-1737 E-XPE Tibial Insert, Ultracongruent,
#3, 12mm Thick

2303-1738 E-XPE Tibial Insert, Ultracongruent,
#3, 14mm Thick

2303-1739 E-XPE Tibial Insert, Ultracongruent,
#3, 16mm Thick

2303-1730 E-XPE Tibial Insert, Ultracongruent,
#3, 17mm Thick

2303-1741 E-XPE Tibial Insert, Ultracongruent,
#4, 9mm Thick

2303-1742 E-XPE Tibial Insert, Ultracongruent,
#4, 11mm Thick

2303-1743 E-XPE Tibial Insert, Ultracongruent,
#4, 13mm Thick

2303-1744 E-XPE Tibial Insert, Ultracongruent,
#4, 15mm Thick

2303-1745 E-XPE Tibial Insert, Ultracongruent,
#4, 18mm Thick
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Product Code Description Intended use per IFU Classification
2303-1746 E-XPE Tibial Insert, Ultracongruent,

#4, 10mm Thick
Total Knee Replacement Class III Implant

2303-1747 E-XPE Tibial Insert, Ultracongruent,
#4, 12mm Thick

2303-1748 E-XPE Tibial Insert, Ultracongruent,
#4, 14mm Thick

2303-1749 E-XPE Tibial Insert, Ultracongruent,
#4, 16mm Thick

2303-1740 E-XPE Tibial Insert, Ultracongruent,
#4, 17mm Thick

2303-1751 E-XPE Tibial Insert, Ultracongruent,
#5, 9mm Thick

2303-1752 E-XPE Tibial Insert, Ultracongruent,
#5, 11mm Thick

2303-1753 E-XPE Tibial Insert, Ultracongruent,
#5, 13mm Thick

2303-1754 E-XPE Tibial Insert, Ultracongruent,
#5, 15mm Thick

2303-1755 E-XPE Tibial Insert, Ultracongruent,
#5, 18mm Thick

2303-1756 E-XPE Tibial Insert, Ultracongruent,
#5, 10mm Thick
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Product Code Description Intended use per IFU Classification
2303-1757 E-XPE Tibial Insert, Ultracongruent,

#5, 12mm Thick
Total Knee Replacement Class III Implant

2303-1758 E-XPE Tibial Insert, Ultracongruent,
#5, 14mm Thick

2303-1759 E-XPE Tibial Insert, Ultracongruent,
#5, 16mm Thick

2303-1750 E-XPE Tibial Insert, Ultracongruent,
#5, 17mm Thick

2303-1761 E-XPE Tibial Insert, Ultracongruent,
#6, 9mm Thick

2303-1762 E-XPE Tibial Insert, Ultracongruent,
#6, 11mm Thick

2303-1763 E-XPE Tibial Insert, Ultracongruent,
#6, 13mm Thick

2303-1764 E-XPE Tibial Insert, Ultracongruent,
#6, 15mm Thick

2303-1765 E-XPE Tibial Insert, Ultracongruent,
#6, 18mm Thick

2303-1766 E-XPE Tibial Insert, Ultracongruent,
#6, 10mm Thick

2303-1767 E-XPE Tibial Insert, Ultracongruent,
#6, 12mm Thick
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Product Code Description Intended use per IFU Classification
2303-1768 E-XPE Tibial Insert, Ultracongruent,

#6, 14mm Thick
Total Knee Replacement Class III Implant

2303-1769 E-XPE Tibial Insert, Ultracongruent,
#6, 16mm Thick

2303-1760 E-XPE Tibial Insert, Ultracongruent,
#6, 17mm Thick

2303-1771 E-XPE Tibial Insert, Ultracongruent,
#7, 9mm Thick

2303-1772 E-XPE Tibial Insert, Ultracongruent,
#7, 11mm Thick

2303-1773 E-XPE Tibial Insert, Ultracongruent,
#7, 13mm Thick

2303-1774 E-XPE Tibial Insert, Ultracongruent,
#7, 15mm Thick

2303-1775 E-XPE Tibial Insert, Ultracongruent,
#7, 18mm Thick

2303-1776 E-XPE Tibial Insert, Ultracongruent,
#7, 10mm Thick

2303-1777 E-XPE Tibial Insert, Ultracongruent,
#7, 12mm Thick

2303-1778 E-XPE Tibial Insert, Ultracongruent,
#7, 14mm Thick
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Product Code Description Intended use per IFU Classification
2303-1779 E-XPE Tibial Insert, Ultracongruent,

#7, 16mm Thick
Total Knee Replacement Class III Implant

2303-1770 E-XPE Tibial Insert, Ultracongruent,
#7, 17mm Thick

2403-5210 E-XPE Patella, On Set,  X-Small,
26mm Dia. 7mm Thick

2403-5220 E-XPE Patella, On Set,  Small,
29mm Dia. 8mm Thick

2403-5230 E-XPE Patella, On Set,  Medium,
32mm Dia. 8.5mm Thick

2403-5240 E-XPE Patella, On Set,  Large,
35mm Dia. 9mm Thick

2403-5250 E-XPE Patella, On Set,  X-Large,
38mm Dia. 9.5mm Thick

2403-5260 E-XPE Patella, On Set,  XX-Large,
41mm Dia. 10mm Thick

2403-5270 E-XPE Patella, On Set,  E-Large,
44mm Dia. 10.5mm Thick

2403-5010 E-XPE Patella, In Set,  Small, 22mm
Dia. 8mm Thick

2403-5020 E-XPE Patella, In Set,  Medium,
25mm Dia. 10mm Thick
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Product Code Description Intended use per IFU Classification
2403-5030 E-XPE Patella, In Set,  Large, 28mm

Dia. 10mm Thick
Total Knee Replacement Class III Implant

2403-5040 E-XPE Patella, In Set,  X-Large,
32mm Dia. 10mm Thick

Product Code Description Intended use per IFU Classification
2203-3400 Tibial baseplate, TPS+, #0 Total Knee Replacement Class III Implant
2203-3410 Tibial baseplate, TPS+, #1
2203-3420 Tibial baseplate, TPS+, #2
2203-3430 Tibial baseplate, TPS+, #3
2203-3440 Tibial baseplate, TPS+, #4
2203-3450 Tibial baseplate, TPS+, #5
2203-3460 Tibial baseplate, TPS+, #6
2203-3470 Tibial baseplate, TPS+, #7
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Certificate History
Date Reference

Number Action

27 February 2019 8713229 First Issue. Transfer from another Notified Body. Design change
to All-Poly Tibias – addition of X-ray marker wire.

22 March 2019 8603491 Traceable to NB 0086.
06 April 2020 8713233 Addition of U2 E-XPE Tibial Insert and Patella devices to scope.

Correction of description for product codes 2303-1250 and
2303-1256 to 2303-1259.

Current 3148937 Certificate Renewal, with addition of new product codes for
“Tibial baseplate, TPS+ #0 to #7” – 2203-3400, 2203-3410,
2203-3420, 2203-3430, 2203-3440, 2203-3450, 2203-3460, and
2203-3470.
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Catalog No. Description 
2401-1010 UKNEE Patella, in set, small 
2401-1020 UKNEE Patella, in set, medium 
2401-1030 UKNEE Patella, in set, large 
2401-1040 UKNEE Patella, in set, X-large 
2401-3010 UKNEE Patella, on set, small 
2401-3020 UKNEE Patella, on set, medium 
2401-3030 UKNEE Patella, on set, large 
2103-1110 Femoral component, CR, porous coated, #1, left 
2103-1120 Femoral component, CR, porous coated, #2, left 
2103-1130 Femoral component, CR, porous coated, #3, left 
2103-1140 Femoral component, CR, porous coated, #4, left 
2103-1150 Femoral component, CR, porous coated, #5, left 
2103-1160 Femoral component, CR, porous coated, #6, left 
2103-1170 Femoral component, CR, porous coated, #7, left 
2103-1115 Femoral component, CR, porous coated, #1.5, left 
2103-1125 Femoral component, CR, porous coated, #2.5, left 
2103-1135 Femoral component, CR, porous coated, #3.5, left 
2103-1145 Femoral component, CR, porous coated, #4.5, left 
2103-1155 Femoral component, CR, porous coated, #5.5, left 
2103-1165 Femoral component, CR, porous coated, #6.5, left 
2103-1210 Femoral component, CR, porous coated, #1, right 
2103-1220 Femoral component, CR, porous coated, #2, right 
2103-1230 Femoral component, CR, porous coated, #3, right 
2103-1240 Femoral component, CR, porous coated, #4, right 
2103-1250 Femoral component, CR, porous coated, #5, right 
2103-1260 Femoral component, CR, porous coated, #6, right 
2103-1270 Femoral component, CR, porous coated, #7, right 
2103-1215 Femoral component, CR, porous coated, #1.5, right 
2103-1225 Femoral component, CR, porous coated, #2.5, right 
2103-1235 Femoral component, CR, porous coated, #3.5, right 
2103-1245 Femoral component, CR, porous coated, #4.5, right 
2103-1255 Femoral component, CR, porous coated, #5.5, right 
2103-1265 Femoral component, CR, porous coated, #6.5, right 
2103-1310 Femoral component, CR, cemented, #1, left 
2103-1320 Femoral component, CR, cemented, #2, left 
2103-1330 Femoral component, CR, cemented, #3, left 
2103-1340 Femoral component, CR, cemented, #4, left 
2103-1350 Femoral component, CR, cemented, #5, left 
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Catalog No. Description 
2103-1360 Femoral component, CR, cemented, #6, left 
2103-1370 Femoral component, CR, cemented, #7, left 
2103-1315 Femoral component, CR, cemented, #1.5, left 
2103-1325 Femoral component, CR, cemented, #2.5, left 
2103-1335 Femoral component, CR, cemented, #3.5, left 
2103-1345 Femoral component, CR, cemented, #4.5, left 
2103-1355 Femoral component, CR, cemented, #5.5, left 
2103-1365 Femoral component, CR, cemented, #6.5, left 
2103-1410 Femoral component, CR, cemented, #1, right 
2103-1420 Femoral component, CR, cemented, #2, right 
2103-1430 Femoral component, CR, cemented, #3, right 
2103-1440 Femoral component, CR, cemented, #4, right 
2103-1450 Femoral component, CR, cemented, #5, right 
2103-1460 Femoral component, CR, cemented, #6, right 
2103-1470 Femoral component, CR, cemented, #7, right 
2103-1415 Femoral component, CR, cemented, #1.5, right 
2103-1425 Femoral component, CR, cemented, #2.5, right 
2103-1435 Femoral component, CR, cemented, #3.5, right 
2103-1445 Femoral component, CR, cemented, #4.5, right 
2103-1455 Femoral component, CR, cemented, #5.5, right 
2103-1465 Femoral component, CR, cemented, #6.5, right 
2103-3110 Femoral component, PS, , #1, left 
2103-3120 Femoral component, PS, , #2, left 
2103-3130 Femoral component, PS, , #3, left 
2103-3140 Femoral component, PS, , #4, left 
2103-3150 Femoral component, PS, , #5, left 
2103-3160 Femoral component, PS, , #6, left 
2103-3170 Femoral component, PS, , #7, left 
2103-3115 Femoral component, PS, #1.5, left 
2103-3125 Femoral component, PS, #2.5, left 
2103-3135 Femoral component, PS, #3.5, left 
2103-3145 Femoral component, PS, #4.5, left 
2103-3155 Femoral component, PS, #5.5, left 
2103-3165 Femoral component, PS, #6.5, left 
2103-3210 Femoral component, PS, , #1, right 
2103-3220 Femoral component, PS, , #2, right 
2103-3230 Femoral component, PS, , #3, right 
2103-3240 Femoral component, PS, , #4, right 
2103-3250 Femoral component, PS, , #5, right 
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2103-3260 Femoral component, PS, , #6, right 
2103-3270 Femoral component, PS, , #7, right 
2103-3215 Femoral component, PS, #1.5, right 
2103-3225 Femoral component, PS, #2.5, right 
2103-3235 Femoral component, PS, #3.5, right 
2103-3245 Femoral component, PS, #4.5, right 
2103-3255 Femoral component, PS, #5.5, right 
2103-3265 Femoral component, PS, #6.5, right 
2203-3010 Tibial baseplate, cemented, #1 
2203-3020 Tibial baseplate, cemented, #2 
2203-3030 Tibial baseplate, cemented, #3 
2203-3040 Tibial baseplate, cemented, #4 
2203-3050 Tibial baseplate, cemented, #5 
2203-3060 Tibial baseplate, cemented, #6 
2203-3200 Tibial baseplate, CMA, #0 
2203-3210 Tibial baseplate, CMA, #1 
2203-3220 Tibial baseplate, CMA, #2 
2203-3230 Tibial baseplate, CMA, #3 
2203-3240 Tibial baseplate, CMA, #4 
2203-3250 Tibial baseplate, CMA, #5 
2203-3260 Tibial baseplate, CMA, #6 
2203-3270 Tibial baseplate, CMA, #7 
2303-1201 Tibial insert, CR, plained, #0, 9mm thick 
2303-1202 Tibial insert, CR, plained, #0, 11mm thick 
2303-1203 Tibial insert, CR, plained, #0, 13mm thick 
2303-1204 Tibial insert, CR, plained, #0, 15mm thick 
2303-1205 Tibial insert, CR, plained, #0, 18mm thick 
2303-1200 Tibial insert, CR, plained, #0, 17mm thick 
2303-1206 Tibial insert, CR, plained, #0, 10mm thick 
2303-1207 Tibial insert, CR, plained, #0, 12mm thick 
2303-1208 Tibial insert, CR, plained, #0, 14mm thick 
2303-1209 Tibial insert, CR, plained, #0, 16mm thick 
2303-1211 Tibial insert, CR, plained, #1, 9mm thick 
2303-1212 Tibial insert, CR, plained, #1, 11mm thick 
2303-1213 Tibial insert, CR, plained, #1, 13mm thick 
2303-1214 Tibial insert, CR, plained, #1, 15mm thick 
2303-1215 Tibial insert, CR, plained, #1, 18mm thick 
2303-1210 Tibial insert, CR, plained, #1, 17mm thick 
2303-1216 Tibial insert, CR, plained, #1, 10mm thick 
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2303-1217 Tibial insert, CR, plained, #1, 12mm thick 
2303-1218 Tibial insert, CR, plained, #1, 14mm thick 
2303-1219 Tibial insert, CR, plained, #1, 16mm thick 
2303-1221 Tibial insert, CR, plained, #2, 9mm thick 
2303-1222 Tibial insert, CR, plained, #2, 11mm thick 
2303-1223 Tibial insert, CR, plained, #2, 13mm thick 
2303-1224 Tibial insert, CR, plained, #2, 15mm thick 
2303-1225 Tibial insert, CR, plained, #2, 18mm thick 
2303-1220 Tibial insert, CR, plained, #2, 17mm thick 
2303-1226 Tibial insert, CR, plained, #2, 10mm thick 
2303-1227 Tibial insert, CR, plained, #2, 12mm thick 
2303-1228 Tibial insert, CR, plained, #2, 14mm thick 
2303-1229 Tibial insert, CR, plained, #2, 16mm thick 
2303-1231 Tibial insert, CR, plained, #3, 9mm thick 
2303-1232 Tibial insert, CR, plained, #3, 11mm thick 
2303-1233 Tibial insert, CR, plained, #3, 13mm thick 
2303-1234 Tibial insert, CR, plained, #3, 15mm thick 
2303-1235 Tibial insert, CR, plained, #3, 18mm thick 
2303-1230 Tibial insert, CR, plained, #3, 17mm thick 
2303-1236 Tibial insert, CR, plained, #3, 10mm thick 
2303-1237 Tibial insert, CR, plained, #3, 12mm thick 
2303-1238 Tibial insert, CR, plained, #3, 14mm thick 
2303-1239 Tibial insert, CR, plained, #3, 16mm thick 
2303-1241 Tibial insert, CR, plained, #4, 9mm thick 
2303-1242 Tibial insert, CR, plained, #4, 11mm thick 
2303-1243 Tibial insert, CR, plained, #4, 13mm thick 
2303-1244 Tibial insert, CR, plained, #4, 15mm thick 
2303-1245 Tibial insert, CR, plained, #4, 18mm thick 
2303-1240 Tibial insert, CR, plained, #4, 17mm thick 
2303-1246 Tibial insert, CR, plained, #4, 10mm thick 
2303-1247 Tibial insert, CR, plained, #4, 12mm thick 
2303-1248 Tibial insert, CR, plained, #4, 14mm thick 
2303-1249 Tibial insert, CR, plained, #4, 16mm thick 
2303-1251 Tibial insert, CR, plained, #5, 9mm thick 
2303-1252 Tibial insert, CR, plained, #5, 11mm thick 
2303-1253 Tibial insert, CR, plained, #5, 13mm thick 
2303-1254 Tibial insert, CR, plained, #5, 15mm thick 
2303-1255 Tibial insert, CR, plained, #5, 18mm thick 
2303-1250 Tibial insert, CR, plained, #5, 17mm thick 
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2303-1256 Tibial insert, CR, plained, #5, 10mm thick 
2303-1257 Tibial insert, CR, plained, #5, 12mm thick 
2303-1258 Tibial insert, CR, plained, #5, 14mm thick 
2303-1259 Tibial insert, CR, plained, #5, 16mm thick 
2303-1261 Tibial insert, CR, plained, #6, 9mm thick 
2303-1262 Tibial insert, CR, plained, #6, 11mm thick 
2303-1263 Tibial insert, CR, plained, #6, 13mm thick 
2303-1264 Tibial insert, CR, plained, #6, 15mm thick 
2303-1265 Tibial insert, CR, plained, #6, 18mm thick 
2303-1260 Tibial insert, CR, plained, #6, 17mm thick 
2303-1266 Tibial insert, CR, plained, #6, 10mm thick 
2303-1267 Tibial insert, CR, plained, #6, 12mm thick 
2303-1268 Tibial insert, CR, plained, #6, 14mm thick 
2303-1269 Tibial insert, CR, plained, #6, 16mm thick 
2303-1271 Tiaial insert, CR, plained, #7, 9mm thick 
2303-1272 Tiaial insert, CR, plained, #7, 11mm thick 
2303-1273 Tiaial insert, CR, plained, #7, 13mm thick 
2303-1274 Tiaial insert, CR, plained, #7, 15mm thick 
2303-1275 Tiaial insert, CR, plained, #7, 18mm thick 
2303-1270 Tibial insert, CR, plained, #7, 17mm thick 
2303-1276 Tibial insert, CR, plained, #7, 10mm thick 
2303-1277 Tibial insert, CR, plained, #7, 12mm thick 
2303-1278 Tibial insert, CR, plained, #7, 14mm thick 
2303-1279 Tibial insert, CR, plained, #7, 16mm thick 
2303-1601 XPE Tibial insert, CR, #0, 9mm thick 
2303-1602 XPE Tibial insert, CR, #0, 11mm thick 
2303-1603 XPE Tibial insert, CR, #0, 13mm thick 
2303-1604 XPE Tibial insert, CR, #0, 15mm thick 
2303-1605 XPE Tibial insert, CR, #0, 18mm thick 
2303-1606 XPE Tibial insert, CR, #0, 10mm thick 
2303-1607 XPE Tibial insert, CR, #0, 12mm thick 
2303-1608 XPE Tibial insert, CR, #0, 14mm thick 
2303-1609 XPE Tibial insert, CR, #0, 16mm thick 
2303-1600 XPE Tibial insert, CR, #0, 17mm thick 
2303-1611 XPE Tibial Insert, CR, #1, 9mm thick 
2303-1612 XPE Tibial Insert, CR, #1, 11mm thick 
2303-1613 XPE Tibial Insert, CR, #1, 13mm thick 
2303-1614 XPE Tibial Insert, CR, #1, 15mm thick 
2303-1615 XPE Tibial Insert, CR, #1, 18mm thick 
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2303-1616 XPE Tibial insert, CR, #1, 10mm thick 
2303-1617 XPE Tibial insert, CR, #1, 12mm thick 
2303-1618 XPE Tibial insert, CR, #1, 14mm thick 
2303-1619 XPE Tibial insert, CR, #1, 16mm thick 
2303-1610 XPE Tibial insert, CR, #1, 17mm thick 
2303-1621 XPE Tibial Insert, CR, #2, 9mm thick 
2303-1622 XPE Tibial Insert, CR, #2, 11mm thick 
2303-1623 XPE Tibial Insert, CR, #2, 13mm thick 
2303-1624 XPE Tibial Insert, CR, #2, 15mm thick 
2303-1625 XPE Tibial Insert, CR, #2, 18mm thick 
2303-1626 XPE Tibial insert, CR, #2, 10mm thick 
2303-1627 XPE Tibial insert, CR, #2, 12mm thick 
2303-1628 XPE Tibial insert, CR, #2, 14mm thick 
2303-1629 XPE Tibial insert, CR, #2, 16mm thick 
2303-1620 XPE Tibial insert, CR, #2, 17mm thick 
2303-1631 XPE Tibial Insert, CR, #3, 9mm thick 
2303-1632 XPE Tibial Insert, CR, #3, 11mm thick 
2303-1633 XPE Tibial Insert, CR, #3, 13mm thick 
2303-1634 XPE Tibial Insert, CR, #3, 15mm thick 
2303-1635 XPE Tibial Insert, CR, #3, 18mm thick 
2303-1636 XPE Tibial insert, CR, #3, 10mm thick 
2303-1637 XPE Tibial insert, CR, #3, 12mm thick 
2303-1638 XPE Tibial insert, CR, #3, 14mm thick 
2303-1639 XPE Tibial insert, CR, #3, 16mm thick 
2303-1630 XPE Tibial insert, CR, #3, 17mm thick 
2303-1641 XPE Tibial Insert, CR, #4, 9mm thick 
2303-1642 XPE Tibial Insert, CR, #4, 11mm thick 
2303-1643 XPE Tibial Insert, CR, #4, 13mm thick 
2303-1644 XPE Tibial Insert, CR, #4, 15mm thick 
2303-1645 XPE Tibial Insert, CR, #4, 18mm thick 
2303-1646 XPE Tibial insert, CR, #4, 10mm thick 
2303-1647 XPE Tibial insert, CR, #4, 12mm thick 
2303-1648 XPE Tibial insert, CR, #4, 14mm thick 
2303-1649 XPE Tibial insert, CR, #4, 16mm thick 
2303-1640 XPE Tibial insert, CR, #4, 17mm thick 
2303-1651 XPE Tibial Insert, CR, #5, 9mm thick 
2303-1652 XPE Tibial Insert, CR, #5, 11mm thick 
2303-1653 XPE Tibial Insert, CR, #5, 13mm thick 
2303-1654 XPE Tibial Insert, CR, #5, 15mm thick 
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2303-1655 XPE Tibial Insert, CR, #5, 18mm thick 
2303-1656 XPE Tibial insert, CR, #5, 10mm thick 
2303-1657 XPE Tibial insert, CR, #5, 12mm thick 
2303-1658 XPE Tibial insert, CR, #5, 14mm thick 
2303-1659 XPE Tibial insert, CR, #5, 16mm thick 
2303-1650 XPE Tibial insert, CR, #5, 17mm thick 

2303-1661 XPE Tibial Insert, CR, #6, 9mm thick 

2303-1662 XPE Tibial Insert, CR, #6, 11mm thick 

2303-1663 XPE Tibial Insert, CR, #6, 13mm thick 

2303-1664 XPE Tibial Insert, CR, #6, 15mm thick 

2303-1665 XPE Tibial Insert, CR, #6, 18mm thick 

2303-1666 XPE Tibial insert, CR, #6, 10mm thick 
2303-1667 XPE Tibial insert, CR, #6, 12mm thick 
2303-1668 XPE Tibial insert, CR, #6, 14mm thick 
2303-1669 XPE Tibial insert, CR, #6, 16mm thick 
2303-1660 XPE Tibial insert, CR, #6, 17mm thick 
2303-1671 XPE Tibial insert, CR, #7, 9mm thick 
2303-1672 XPE Tibial insert, CR, #7, 11mm thick 
2303-1673 XPE Tibial insert, CR, #7, 13mm thick 
2303-1674 XPE Tibial insert, CR, #7, 15mm thick 
2303-1675 XPE Tibial insert, CR, #7, 18mm thick 
2303-1676 XPE Tibial insert, CR, #7, 10mm thick 
2303-1677 XPE Tibial insert, CR, #7, 12mm thick 
2303-1678 XPE Tibial insert, CR, #7, 14mm thick 
2303-1679 XPE Tibial insert, CR, #7, 16mm thick 
2303-1670 XPE Tibial insert, CR, #7, 17mm thick 
2303-3001 Tibial insert, PS, #0, 9mm thick 
2303-3002 Tibial insert, PS, #0, 11mm thick 
2303-3003 Tibial insert, PS, #0, 13mm thick 
2303-3004 Tibial insert, PS, #0, 15mm thick 
2303-3005 Tibial insert, PS, #0, 18mm thick 
2303-3006 Tibial insert, PS, #0, 10mm thick 
2303-3007 Tibial insert, PS, #0, 12mm thick 
2303-3008 Tibial insert, PS, #0, 14mm thick 
2303-3009 Tibial insert, PS, #0, 16mm thick 
2303-3000 Tibial insert, PS, #0, 17mm thick 
2303-3011 Tibial insert, PS, #1, 9mm thick 
2303-3012 Tibial insert, PS, #1, 11mm thick 
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2303-3013 Tibial insert, PS, #1, 13mm thick 
2303-3014 Tibial insert, PS, #1, 15mm thick 
2303-3015 Tibial insert, PS, #1, 18mm thick 
2303-3016 Tibial insert, PS, #1, 10mm thick 
2303-3017 Tibial insert, PS, #1, 12mm thick 
2303-3018 Tibial insert, PS, #1, 14mm thick 
2303-3019 Tibial insert, PS, #1, 16mm thick 
2303-3010 Tibial insert, PS, #1, 17mm thick 
2303-3021 Tibial insert, PS, #2, 9mm thick 
2303-3022 Tibial insert, PS, #2, 11mm thick 
2303-3023 Tibial insert, PS, #2, 13mm thick 
2303-3024 Tibial insert, PS, #2, 15mm thick 
2303-3025 Tibial insert, PS, #2, 18mm thick 
2303-3026 Tibial insert, PS, #2, 10mm thick 
2303-3027 Tibial insert, PS, #2, 12mm thick 
2303-3028 Tibial insert, PS, #2, 14mm thick 
2303-3029 Tibial insert, PS, #2, 16mm thick 
2303-3020 Tibial insert, PS, #2, 17mm thick 
2303-3031 Tibial insert, PS, #3, 9mm thick 
2303-3032 Tibial insert, PS, #3, 11mm thick 
2303-3033 Tibial insert, PS, #3, 13mm thick 
2303-3034 Tibial insert, PS, #3, 15mm thick 
2303-3035 Tibial insert, PS, #3, 18mm thick 
2303-3036 Tibial insert, PS, #3, 10mm thick 
2303-3037 Tibial insert, PS, #3, 12mm thick 
2303-3038 Tibial insert, PS, #3, 14mm thick 
2303-3039 Tibial insert, PS, #3, 16mm thick 
2303-3030 Tibial insert, PS, #3, 17mm thick 
2303-3041 Tibial insert, PS, #4, 9mm thick 
2303-3042 Tibial insert, PS, #4, 11mm thick 
2303-3043 Tibial insert, PS, #4, 13mm thick 
2303-3044 Tibial insert, PS, #4, 15mm thick 
2303-3045 Tibial insert, PS, #4, 18mm thick 
2303-3046 Tibial insert, PS, #4, 10mm thick 
2303-3047 Tibial insert, PS, #4, 12mm thick 
2303-3048 Tibial insert, PS, #4, 14mm thick 
2303-3049 Tibial insert, PS, #4, 16mm thick 
2303-3040 Tibial insert, PS, #4, 17mm thick 
2303-3051 Tibial insert, PS, #5, 9mm thick 
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2303-3052 Tibial insert, PS, #5, 11mm thick 
2303-3053 Tibial insert, PS, #5, 13mm thick 
2303-3054 Tibial insert, PS, #5, 15mm thick 
2303-3055 Tibial insert, PS, #5, 18mm thick 
2303-3056 Tibial insert, PS, #5, 10mm thick 
2303-3057 Tibial insert, PS, #5, 12mm thick 
2303-3058 Tibial insert, PS, #5, 14mm thick 
2303-3059 Tibial insert, PS, #5, 16mm thick 
2303-3050 Tibial insert, PS, #5, 17mm thick 
2303-3061 Tibial insert, PS, #6, 9mm thick 
2303-3062 Tibial insert, PS, #6, 11mm thick 
2303-3063 Tibial insert, PS, #6, 13mm thick 
2303-3064 Tibial insert, PS, #6, 15mm thick 
2303-3065 Tibial insert, PS, #6, 18mm thick 
2303-3066 Tibial insert, PS, #6, 10mm thick 
2303-3067 Tibial insert, PS, #6, 12mm thick 
2303-3068 Tibial insert, PS, #6, 14mm thick 
2303-3069 Tibial insert, PS, #6, 16mm thick 
2303-3060 Tibial insert, PS, #6, 17mm thick 
2303-3071 Tibial insert, PS, #7, 9mm thick 
2303-3072 Tibial insert, PS, #7, 11mm thick 
2303-3073 Tibial insert, PS, #7, 13mm thick 
2303-3074 Tibial insert, PS, #7, 15mm thick 
2303-3075 Tibial insert, PS, #7, 18mm thick 
2303-3076 Tibial insert, PS, #7, 10mm thick 
2303-3077 Tibial insert, PS, #7, 12mm thick 
2303-3078 Tibial insert, PS, #7, 14mm thick 
2303-3079 Tibial insert, PS, #7, 16mm thick 
2303-3070 Tibial insert, PS, #7, 17mm thick 
2303-3601 XPE Tibial insert, PS, #0, 9mm thick 
2303-3602 XPE Tibial insert, PS, #0, 11mm thick 
2303-3603 XPE Tibial insert, PS, #0, 13mm thick 
2303-3604 XPE Tibial insert, PS, #0, 15mm thick 
2303-3605 XPE Tibial insert, PS, #0, 18mm thick 
2303-3606 XPE Tibial insert, PS, #0, 10mm thick 
2303-3607 XPE Tibial insert, PS, #0, 12mm thick 
2303-3608 XPE Tibial insert, PS, #0, 14mm thick 
2303-3609 XPE Tibial insert, PS, #0, 16mm thick 
2303-3600 XPE Tibial insert, PS, #0, 17mm thick 
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2303-3611 XPE Tibial Insert, PS, #1, 9mm thick 
2303-3612 XPE Tibial Insert, PS, #1, 11mm thick 
2303-3613 XPE Tibial Insert, PS, #1, 13mm thick 
2303-3614 XPE Tibial Insert, PS, #1, 15mm thick 
2303-3615 XPE Tibial Insert, PS, #1, 18mm thick 
2303-3616 XPE Tibial insert, PS, #1, 10mm thick 
2303-3617 XPE Tibial insert, PS, #1, 12mm thick 
2303-3618 XPE Tibial insert, PS, #1, 14mm thick 
2303-3619 XPE Tibial insert, PS, #1, 16mm thick 
2303-3610 XPE Tibial insert, PS, #1, 17mm thick 
2303-3621 XPE Tibial Insert, PS, #2, 9mm thick 
2303-3622 XPE Tibial Insert, PS, #2, 11mm thick 
2303-3623 XPE Tibial Insert, PS, #2, 13mm thick 
2303-3624 XPE Tibial Insert, PS, #2, 15mm thick 
2303-3625 XPE Tibial Insert, PS, #2, 18mm thick 
2303-3626 XPE Tibial insert, PS, #2, 10mm thick 
2303-3627 XPE Tibial insert, PS, #2, 12mm thick 
2303-3628 XPE Tibial insert, PS, #2, 14mm thick 
2303-3629 XPE Tibial insert, PS, #2, 16mm thick 
2303-3620 XPE Tibial insert, PS, #2, 17mm thick 
2303-3631 XPE Tibial Insert, PS, #3, 9mm thick 
2303-3632 XPE Tibial Insert, PS, #3, 11mm thick 
2303-3633 XPE Tibial Insert, PS, #3, 13mm thick 
2303-3634 XPE Tibial Insert, PS, #3, 15mm thick 
2303-3635 XPE Tibial Insert, PS, #3, 18mm thick 
2303-3636 XPE Tibial insert, PS, #3, 10mm thick 
2303-3637 XPE Tibial insert, PS, #3, 12mm thick 
2303-3638 XPE Tibial insert, PS, #3, 14mm thick 
2303-3639 XPE Tibial insert, PS, #3, 16mm thick 
2303-3630 XPE Tibial insert, PS, #3, 17mm thick 
2303-3641 XPE Tibial Insert, PS, #4, 9mm thick 
2303-3642 XPE Tibial Insert, PS, #4, 11mm thick 
2303-3643 XPE Tibial Insert, PS, #4, 13mm thick 
2303-3644 XPE Tibial Insert, PS, #4, 15mm thick 
2303-3645 XPE Tibial Insert, PS, #4, 18mm thick 
2303-3646 XPE Tibial insert, PS, #4, 10mm thick 
2303-3647 XPE Tibial insert, PS, #4, 12mm thick 
2303-3648 XPE Tibial insert, PS, #4, 14mm thick 
2303-3649 XPE Tibial insert, PS, #4, 16mm thick 
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2303-3640 XPE Tibial insert, PS, #4, 17mm thick 
2303-3651 XPE Tibial Insert, PS, #5, 9mm thick 
2303-3652 XPE Tibial Insert, PS, #5, 11mm thick 
2303-3653 XPE Tibial Insert, PS, #5, 13mm thick 
2303-3654 XPE Tibial Insert, PS, #5, 15mm thick 
2303-3655 XPE Tibial Insert, PS, #5, 18mm thick 
2303-3656 XPE Tibial insert, PS, #5, 10mm thick 
2303-3657 XPE Tibial insert, PS, #5, 12mm thick 
2303-3658 XPE Tibial insert, PS, #5, 14mm thick 
2303-3659 XPE Tibial insert, PS, #5, 16mm thick 
2303-3650 XPE Tibial insert, PS, #5, 17mm thick 
2303-3661 XPE Tibial Insert, PS, #6, 9mm thick 
2303-3662 XPE Tibial Insert, PS, #6, 11mm thick 
2303-3663 XPE Tibial Insert, PS, #6, 13mm thick 
2303-3664 XPE Tibial Insert, PS, #6, 15mm thick 
2303-3665 XPE Tibial Insert, PS, #6, 18mm thick 
2303-3666 XPE Tibial insert, PS, #6, 10mm thick 
2303-3667 XPE Tibial insert, PS, #6, 12mm thick 
2303-3668 XPE Tibial insert, PS, #6, 14mm thick 
2303-3669 XPE Tibial insert, PS, #6, 16mm thick 
2303-3660 XPE Tibial insert, PS, #6, 17mm thick 
2303-3671 XPE Tibial insert, PS, #7, 9mm thick 
2303-3672 XPE Tibial insert, PS, #7, 11mm thick 
2303-3673 XPE Tibial insert, PS, #7, 13mm thick 
2303-3674 XPE Tibial insert, PS, #7, 15mm thick 
2303-3675 XPE Tibial insert, PS, #7, 18mm thick 
2303-3676 XPE Tibial insert, PS, #7, 10mm thick 
2303-3677 XPE Tibial insert, PS, #7, 12mm thick 
2303-3678 XPE Tibial insert, PS, #7, 14mm thick 
2303-3679 XPE Tibial insert, PS, #7, 16mm thick 
2303-3670 XPE Tibial insert, PS, #7, 17mm thick 
2303-1401 XPE Tibial insert, UC, #0, 9mm thick 
2303-1402 XPE Tibial insert, UC, #0, 11mm thick 
2303-1403 XPE Tibial insert, UC, #0, 13mm thick 
2303-1404 XPE Tibial insert, UC, #0, 15mm thick 
2303-1405 XPE Tibial insert, UC, #0, 18mm thick 
2303-1411 XPE Tibial insert, UC, #1, 9mm thick 
2303-1412 XPE Tibial insert, UC, #1, 11mm thick 
2303-1413 XPE Tibial insert, UC, #1, 13mm thick 
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2303-1414 XPE Tibial insert, UC, #1, 15mm thick 
2303-1415 XPE Tibial insert, UC, #1, 18mm thick 
2303-1421 XPE Tibial insert, UC, #2, 9mm thick 
2303-1422 XPE Tibial insert, UC, #2, 11mm thick 
2303-1423 XPE Tibial insert, UC, #2, 13mm thick 
2303-1424 XPE Tibial insert, UC, #2, 15mm thick 
2303-1425 XPE Tibial insert, UC, #2, 18mm thick 
2303-1431 XPE Tibial insert, UC, #3, 9mm thick 
2303-1432 XPE Tibial insert, UC, #3, 11mm thick 
2303-1433 XPE Tibial insert, UC, #3, 13mm thick 
2303-1434 XPE Tibial insert, UC, #3, 15mm thick 
2303-1435 XPE Tibial insert, UC, #3, 18mm thick 
2303-1441 XPE Tibial insert, UC, #4, 9mm thick 
2303-1442 XPE Tibial insert, UC, #4, 11mm thick 
2303-1443 XPE Tibial insert, UC, #4, 13mm thick 
2303-1444 XPE Tibial insert, UC, #4, 15mm thick 
2303-1445 XPE Tibial insert, UC, #4, 18mm thick 
2303-1451 XPE Tibial insert, UC, #5, 9mm thick 
2303-1452 XPE Tibial insert, UC, #5, 11mm thick 
2303-1453 XPE Tibial insert, UC, #5, 13mm thick 
2303-1454 XPE Tibial insert, UC, #5, 15mm thick 
2303-1455 XPE Tibial insert, UC, #5, 18mm thick 
2303-1461 XPE Tibial insert, UC, #6, 9mm thick 
2303-1462 XPE Tibial insert, UC, #6, 11mm thick 
2303-1463 XPE Tibial insert, UC, #6, 13mm thick 
2303-1464 XPE Tibial insert, UC, #6, 15mm thick 
2303-1465 XPE Tibial insert, UC, #6, 18mm thick 
2303-1471 XPE Tibial insert, UC, #7, 9mm thick 
2303-1472 XPE Tibial insert, UC, #7, 11mm thick 
2303-1473 XPE Tibial insert, UC, #7, 13mm thick 
2303-1474 XPE Tibial insert, UC, #7, 15mm thick 
2303-1475 XPE Tibial insert, UC, #7, 18mm thick 
2303-1406 XPE Tibial insert, UC, #0, 10mm thick 
2303-1407 XPE Tibial insert, UC, #0, 12mm thick 
2303-1408 XPE Tibial insert, UC, #0, 14mm thick 
2303-1409 XPE Tibial insert, UC, #0, 16mm thick 
2303-1400 XPE Tibial insert, UC, #0, 17mm thick 
2303-1416 XPE Tibial insert, UC, #1, 10mm thick 
2303-1417 XPE Tibial insert, UC, #1, 12mm thick 
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2303-1418 XPE Tibial insert, UC, #1, 14mm thick 
2303-1419 XPE Tibial insert, UC, #1, 16mm thick 
2303-1410 XPE Tibial insert, UC, #1, 17mm thick 
2303-1426 XPE Tibial insert, UC, #2, 10mm thick 
2303-1427 XPE Tibial insert, UC, #2, 12mm thick 
2303-1428 XPE Tibial insert, UC, #2, 14mm thick 
2303-1429 XPE Tibial insert, UC, #2, 16mm thick 
2303-1420 XPE Tibial insert, UC, #2, 17mm thick 
2303-1436 XPE Tibial insert, UC, #3, 10mm thick 
2303-1437 XPE Tibial insert, UC, #3, 12mm thick 
2303-1438 XPE Tibial insert, UC, #3, 14mm thick 
2303-1439 XPE Tibial insert, UC, #3, 16mm thick 
2303-1430 XPE Tibial insert, UC, #3, 17mm thick 
2303-1446 XPE Tibial insert, UC, #4, 10mm thick 
2303-1447 XPE Tibial insert, UC, #4, 12mm thick 
2303-1448 XPE Tibial insert, UC, #4, 14mm thick 
2303-1449 XPE Tibial insert, UC, #4, 16mm thick 
2303-1440 XPE Tibial insert, UC, #4, 17mm thick 
2303-1456 XPE Tibial insert, UC, #5, 10mm thick 
2303-1457 XPE Tibial insert, UC, #5, 12mm thick 
2303-1458 XPE Tibial insert, UC, #5, 14mm thick 
2303-1459 XPE Tibial insert, UC, #5, 16mm thick 
2303-1450 XPE Tibial insert, UC, #5, 17mm thick 
2303-1466 XPE Tibial insert, UC, #6, 10mm thick 
2303-1467 XPE Tibial insert, UC, #6, 12mm thick 
2303-1468 XPE Tibial insert, UC, #6, 14mm thick 
2303-1469 XPE Tibial insert, UC, #6, 16mm thick 
2303-1460 XPE Tibial insert, UC, #6, 17mm thick 
2303-1476 XPE Tibial insert, UC, #7, 10mm thick 
2303-1477 XPE Tibial insert, UC, #7, 12mm thick 
2303-1478 XPE Tibial insert, UC, #7, 14mm thick 
2303-1479 XPE Tibial insert, UC, #7, 16mm thick 
2303-1470 XPE Tibial insert, UC, #7, 17mm thick 
2403-1010 Patella, On set, X-Small, 26 mm Dia. 7mm thick 
2403-1020 Patella, On set, Small, 29 mm Dia. 8mm thick 
2403-1030 Patella, On set, Medium,32 mm Dia. 8.5mm thick 
2403-1040 Patella, On set, Large, 35 mm Dia. 9mm thick 
2403-1050 Patella, On set, X-Large, 38 mm Dia. 9.5mm thick 
2403-1060 Patella, On set, XX-Large, 41 mm Dia. 10mm thick 
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2403-1070 Patella, On set, E-Large, 44 mm Dia. 10.5mm thick 
2403-3210 XPE Patella, On set, X-Small, 26 mm Dia. 7mm thick 
2403-3220 XPE Patella, On set, Small, 29 mm Dia. 8mm thick 
2403-3230 XPE Patella, On set, Medium, 32 mm Dia. 8.5mm thick 
2403-3240 XPE Patella, On set, Large, 35 mm Dia. 9mm thick 
2403-3250 XPE Patella, On set, X-Large, 38 mm Dia. 9.5mm thick 
2403-3260 XPE Patella, On set, XX-Large, 41 mm Dia. 10mm thick 
2403-3270 XPE Patella, On set, E-Large, 44 mm Dia. 10.5mm thick 
2403-3010 XPE Patella, Small, 22mm Dia. 8mm thick 
2403-3020 XPE Patella, Medium, 25mm Dia. 10mm thick 
2403-3030 XPE Patella, Large, 28mm Dia. 10mm thick 
2403-3040 XPE Patella, X-Large, 32mm Dia. 10mm thick 
2203-1001 All poly tibial component, CR, #0, 9mm thick 
2203-1002 All poly tibial component, CR, #0, 11mm thick 
2203-1003 All poly tibial component, CR, #0, 13mm thick 
2203-1004 All poly tibial component, CR, #0, 15mm thick 
2203-1005 All poly tibial component, CR, #0, 18mm thick 
2203-1011 All poly tibial component, CR, #1, 9mm thick 
2203-1012 All poly tibial component, CR, #1, 11mm thick 
2203-1013 All poly tibial component, CR, #1, 13mm thick 
2203-1014 All poly tibial component, CR, #1, 15mm thick 
2203-1015 All poly tibial component, CR, #1, 18mm thick 
2203-1016 All poly tibial component, CR, #1, 10mm thick 
2203-1017 All poly tibial component, CR, #1, 12mm thick 
2203-1018 All poly tibial component, CR, #1, 14mm thick 
2203-1019 All poly tibial component, CR, #1, 16mm thick 
2203-1010 All poly tibial component, CR, #1, 17mm thick 
2203-1021 All poly tibial component, CR, #2, 9mm thick 
2203-1022 All poly tibial component, CR, #2, 11mm thick 
2203-1023 All poly tibial component, CR, #2, 13mm thick 
2203-1024 All poly tibial component, CR, #2, 15mm thick 
2203-1025 All poly tibial component, CR, #2, 18mm thick 
2203-1026 All poly tibial component, CR, #2, 10mm thick 
2203-1027 All poly tibial component, CR, #2, 12mm thick 
2203-1028 All poly tibial component, CR, #2, 14mm thick 
2203-1029 All poly tibial component, CR, #2, 16mm thick 
2203-1020 All poly tibial component, CR, #2, 17mm thick 
2203-1031 All poly tibial component, CR, #3, 9mm thick 
2203-1032 All poly tibial component, CR, #3, 11mm thick 
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2203-1033 All poly tibial component, CR, #3, 13mm thick 
2203-1034 All poly tibial component, CR, #3, 15mm thick 
2203-1035 All poly tibial component, CR, #3, 18mm thick 
2203-1036 All poly tibial component, CR, #3, 10mm thick 
2203-1037 All poly tibial component, CR, #3, 12mm thick 
2203-1038 All poly tibial component, CR, #3, 14mm thick 
2203-1039 All poly tibial component, CR, #3, 16mm thick 
2203-1030 All poly tibial component, CR, #3, 17mm thick 
2203-1041 All poly tibial component, CR, #4, 9mm thick 
2203-1042 All poly tibial component, CR, #4, 11mm thick 
2203-1043 All poly tibial component, CR, #4, 13mm thick 
2203-1044 All poly tibial component, CR, #4, 15mm thick 
2203-1045 All poly tibial component, CR, #4, 18mm thick 
2203-1046 All poly tibial component, CR, #4, 10mm thick 
2203-1047 All poly tibial component, CR, #4, 12mm thick 
2203-1048 All poly tibial component, CR, #4, 14mm thick 
2203-1049 All poly tibial component, CR, #4, 16mm thick 
2203-1040 All poly tibial component, CR, #4, 17mm thick 
2203-1051 All poly tibial component, CR, #5, 9mm thick 
2203-1052 All poly tibial component, CR, #5, 11mm thick 
2203-1053 All poly tibial component, CR, #5, 13mm thick 
2203-1054 All poly tibial component, CR, #5, 15mm thick 
2203-1055 All poly tibial component, CR, #5, 18mm thick 
2203-1056 All poly tibial component, CR, #5, 10mm thick 
2203-1057 All poly tibial component, CR, #5, 12mm thick 
2203-1058 All poly tibial component, CR, #5, 14mm thick 
2203-1059 All poly tibial component, CR, #5, 16mm thick 
2203-1050 All poly tibial component, CR, #5, 17mm thick 
2203-1061 All poly tibial component, CR, #6, 9mm thick 
2203-1062 All poly tibial component, CR, #6, 11mm thick 
2203-1063 All poly tibial component, CR, #6, 13mm thick 
2203-1064 All poly tibial component, CR, #6, 15mm thick 
2203-1065 All poly tibial component, CR, #6, 18mm thick 
2203-1066 All poly tibial component, CR, #6, 10mm thick 
2203-1067 All poly tibial component, CR, #6, 12mm thick 
2203-1068 All poly tibial component, CR, #6, 14mm thick 
2203-1069 All poly tibial component, CR, #6, 16mm thick 
2203-1060 All poly tibial component, CR, #6, 17mm thick 
2203-1071 All poly tibial component, CR, #7, 9mm thick 
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2203-1072 All poly tibial component, CR, #7, 11mm thick 
2203-1073 All poly tibial component, CR, #7, 13mm thick 
2203-1074 All poly tibial component, CR, #7, 15mm thick 
2203-1075 All poly tibial component, CR, #7, 18mm thick 
2203-1076 All poly tibial component, CR, #7, 10mm thick 
2203-1077 All poly tibial component, CR, #7, 12mm thick 
2203-1078 All poly tibial component, CR, #7, 14mm thick 
2203-1079 All poly tibial component, CR, #7, 16mm thick 
2203-1070 All poly tibial component, CR, #7, 17mm thick 
2203-1201 All poly tibial component, PS, #0, 9mm thick 
2203-1202 All poly tibial component, PS, #0, 11mm thick 
2203-1203 All poly tibial component, PS, #0, 13mm thick 
2203-1204 All poly tibial component, PS, #0, 15mm thick 
2203-1205 All poly tibial component, PS, #0, 18mm thick 
2203-1211 All poly tibial component, PS, #1, 9mm thick 
2203-1212 All poly tibial component, PS, #1, 11mm thick 
2203-1213 All poly tibial component, PS, #1, 13mm thick 
2203-1214 All poly tibial component, PS, #1, 15mm thick 
2203-1215 All poly tibial component, PS, #1, 18mm thick 
2203-1216 All poly tibial component, PS, #1, 10mm thick 
2203-1217 All poly tibial component, PS, #1, 12mm thick 
2203-1218 All poly tibial component, PS, #1, 14mm thick 
2203-1219 All poly tibial component, PS, #1, 16mm thick 
2203-1210 All poly tibial component, PS, #1, 17mm thick 
2203-1221 All poly tibial component, PS, #2, 9mm thick 
2203-1222 All poly tibial component, PS, #2, 11mm thick 
2203-1223 All poly tibial component, PS, #2, 13mm thick 
2203-1224 All poly tibial component, PS, #2, 15mm thick 
2203-1225 All poly tibial component, PS, #2, 18mm thick 
2203-1226 All poly tibial component, PS, #2, 10mm thick 
2203-1227 All poly tibial component, PS, #2, 12mm thick 
2203-1228 All poly tibial component, PS, #2, 14mm thick 
2203-1229 All poly tibial component, PS, #2, 16mm thick 
2203-1220 All poly tibial component, PS, #2, 17mm thick 
2203-1231 All poly tibial component, PS, #3, 9mm thick 
2203-1232 All poly tibial component, PS, #3, 11mm thick 
2203-1233 All poly tibial component, PS, #3, 13mm thick 
2203-1234 All poly tibial component, PS, #3, 15mm thick 
2203-1235 All poly tibial component, PS, #3, 18mm thick 
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2203-1236 All poly tibial component, PS, #3, 10mm thick 
2203-1237 All poly tibial component, PS, #3, 12mm thick 
2203-1238 All poly tibial component, PS, #3, 14mm thick 
2203-1239 All poly tibial component, PS, #3, 16mm thick 
2203-1230 All poly tibial component, PS, #3, 17mm thick 
2203-1241 All poly tibial component, PS, #4, 9mm thick 
2203-1242 All poly tibial component, PS, #4, 11mm thick 
2203-1243 All poly tibial component, PS, #4, 13mm thick 
2203-1244 All poly tibial component, PS, #4, 15mm thick 
2203-1245 All poly tibial component, PS, #4, 18mm thick 
2203-1246 All poly tibial component, PS, #4, 10mm thick 
2203-1247 All poly tibial component, PS, #4, 12mm thick 
2203-1248 All poly tibial component, PS, #4, 14mm thick 
2203-1249 All poly tibial component, PS, #4, 16mm thick 
2203-1240 All poly tibial component, PS, #4, 17mm thick 
2203-1251 All poly tibial component, PS, #5, 9mm thick 
2203-1252 All poly tibial component, PS, #5, 11mm thick 
2203-1253 All poly tibial component, PS, #5, 13mm thick 
2203-1254 All poly tibial component, PS, #5, 15mm thick 
2203-1255 All poly tibial component, PS, #5, 18mm thick 
2203-1256 All poly tibial component, PS, #5, 10mm thick 
2203-1257 All poly tibial component, PS, #5, 12mm thick 
2203-1258 All poly tibial component, PS, #5, 14mm thick 
2203-1259 All poly tibial component, PS, #5, 16mm thick 
2203-1250 All poly tibial component, PS, #5, 17mm thick 
2203-1261 All poly tibial component, PS, #6, 9mm thick 
2203-1262 All poly tibial component, PS, #6, 11mm thick 
2203-1263 All poly tibial component, PS, #6, 13mm thick 
2203-1264 All poly tibial component, PS, #6, 15mm thick 
2203-1265 All poly tibial component, PS, #6, 18mm thick 
2203-1266 All poly tibial component, PS, #6, 10mm thick 
2203-1267 All poly tibial component, PS, #6, 12mm thick 
2203-1268 All poly tibial component, PS, #6, 14mm thick 
2203-1269 All poly tibial component, PS, #6, 16mm thick 
2203-1260 All poly tibial component, PS, #6, 17mm thick 
2203-1271 All poly tibial component, PS, #7, 9mm thick 
2203-1272 All poly tibial component, PS, #7, 11mm thick 
2203-1273 All poly tibial component, PS, #7, 13mm thick 
2203-1274 All poly tibial component, PS, #7, 15mm thick 
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2203-1275 All poly tibial component, PS, #7, 18mm thick 
2203-1276 All poly tibial component, PS, #7, 10mm thick 
2203-1277 All poly tibial component, PS, #7, 12mm thick 
2203-1278 All poly tibial component, PS, #7, 14mm thick 
2203-1279 All poly tibial component, PS, #7, 16mm thick 
2203-1270 All poly tibial component, PS, #7, 17mm thick 
2203-1401 All poly tibial component, UC, #0, 9mm thick 
2203-1402 All poly tibial component, UC, #0, 11mm thick 
2203-1403 All poly tibial component, UC, #0, 13mm thick 
2203-1404 All poly tibial component, UC, #0, 15mm thick 
2203-1405 All poly tibial component, UC, #0, 18mm thick 
2203-1411 All poly tibial component, UC, #1, 9mm thick 
2203-1412 All poly tibial component, UC, #1, 11mm thick 
2203-1413 All poly tibial component, UC, #1, 13mm thick 
2203-1414 All poly tibial component, UC, #1, 15mm thick 
2203-1415 All poly tibial component, UC, #1, 18mm thick 
2203-1416 All poly tibial component, UC, #1, 10mm thick 
2203-1417 All poly tibial component, UC, #1, 12mm thick 
2203-1418 All poly tibial component, UC, #1, 14mm thick 
2203-1419 All poly tibial component, UC, #1, 16mm thick 
2203-1410 All poly tibial component, UC, #1, 17mm thick 
2203-1421 All poly tibial component, UC, #2, 9mm thick 
2203-1422 All poly tibial component, UC, #2, 11mm thick 
2203-1423 All poly tibial component, UC, #2, 13mm thick 
2203-1424 All poly tibial component, UC, #2, 15mm thick 
2203-1425 All poly tibial component, UC, #2, 18mm thick 
2203-1426 All poly tibial component, UC, #2, 10mm thick 
2203-1427 All poly tibial component, UC, #2, 12mm thick 
2203-1428 All poly tibial component, UC, #2, 14mm thick 
2203-1429 All poly tibial component, UC, #2, 16mm thick 
2203-1420 All poly tibial component, UC, #2, 17mm thick 
2203-1431 All poly tibial component, UC, #3, 9mm thick 
2203-1432 All poly tibial component, UC, #3, 11mm thick 
2203-1433 All poly tibial component, UC, #3, 13mm thick 
2203-1434 All poly tibial component, UC, #3, 15mm thick 
2203-1435 All poly tibial component, UC, #3, 18mm thick 
2203-1436 All poly tibial component, UC, #3, 10mm thick 
2203-1437 All poly tibial component, UC, #3, 12mm thick 
2203-1438 All poly tibial component, UC, #3, 14mm thick 
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2203-1439 All poly tibial component, UC, #3, 16mm thick 
2203-1430 All poly tibial component, UC, #3, 17mm thick 
2203-1441 All poly tibial component, UC, #4, 9mm thick 
2203-1442 All poly tibial component, UC, #4, 11mm thick 
2203-1443 All poly tibial component, UC, #4, 13mm thick 
2203-1444 All poly tibial component, UC, #4, 15mm thick 
2203-1445 All poly tibial component, UC, #4, 18mm thick 
2203-1446 All poly tibial component, UC, #4, 10mm thick 
2203-1447 All poly tibial component, UC, #4, 12mm thick 
2203-1448 All poly tibial component, UC, #4, 14mm thick 
2203-1449 All poly tibial component, UC, #4, 16mm thick 
2203-1440 All poly tibial component, UC, #4, 17mm thick 
2203-1451 All poly tibial component, UC, #5, 9mm thick 
2203-1452 All poly tibial component, UC, #5, 11mm thick 
2203-1453 All poly tibial component, UC, #5, 13mm thick 
2203-1454 All poly tibial component, UC, #5, 15mm thick 
2203-1455 All poly tibial component, UC, #5, 18mm thick 
2203-1456 All poly tibial component, UC, #5, 10mm thick 
2203-1457 All poly tibial component, UC, #5, 12mm thick 
2203-1458 All poly tibial component, UC, #5, 14mm thick 
2203-1459 All poly tibial component, UC, #5, 16mm thick 
2203-1450 All poly tibial component, UC, #5, 17mm thick 
2203-1461 All poly tibial component, UC, #6, 9mm thick 
2203-1462 All poly tibial component, UC, #6, 11mm thick 
2203-1463 All poly tibial component, UC, #6, 13mm thick 
2203-1464 All poly tibial component, UC, #6, 15mm thick 
2203-1465 All poly tibial component, UC, #6, 18mm thick 
2203-1466 All poly tibial component, UC, #6, 10mm thick 
2203-1467 All poly tibial component, UC, #6, 12mm thick 
2203-1468 All poly tibial component, UC, #6, 14mm thick 
2203-1469 All poly tibial component, UC, #6, 16mm thick 
2203-1460 All poly tibial component, UC, #6, 17mm thick 
2203-1471 All poly tibial component, UC, #7, 9mm thick 
2203-1472 All poly tibial component, UC, #7, 11mm thick 
2203-1473 All poly tibial component, UC, #7, 13mm thick 
2203-1474 All poly tibial component, UC, #7, 15mm thick 
2203-1475 All poly tibial component, UC, #7, 18mm thick 
2203-1476 All poly tibial component, UC, #7, 10mm thick 
2203-1477 All poly tibial component, UC, #7, 12mm thick 
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2203-1478 All poly tibial component, UC, #7, 14mm thick 
2203-1479 All poly tibial component, UC, #7, 16mm thick 
2203-1470 All poly tibial component, UC, #7, 17mm thick 
2303-1800 E-XPE Tibial insert, CR, #0, 17mm 
2303-1801 E-XPE Tibial insert, CR, #0, 9mm 
2303-1802 E-XPE Tibial insert, CR, #0, 11mm 
2303-1803 E-XPE Tibial insert, CR, #0, 13mm 
2303-1804 E-XPE Tibial insert, CR, #0, 15mm 
2303-1805 E-XPE Tibial insert, CR, #0, 18mm 
2303-1806 E-XPE Tibial insert, CR, #0, 10mm 
2303-1807 E-XPE Tibial insert, CR, #0, 12mm 
2303-1808 E-XPE Tibial insert, CR, #0, 14mm 
2303-1809 E-XPE Tibial insert, CR, #0, 16mm 
2303-1810 E-XPE Tibial insert, CR, #1, 17mm 
2303-1811 E-XPE Tibial insert, CR, #1, 9mm 
2303-1812 E-XPE Tibial insert, CR, #1, 11mm 
2303-1813 E-XPE Tibial insert, CR, #1, 13mm 
2303-1814 E-XPE Tibial insert, CR, #1, 15mm 
2303-1815 E-XPE Tibial insert, CR, #1, 18mm 
2303-1816 E-XPE Tibial insert, CR, #1, 10mm 
2303-1817 E-XPE Tibial insert, CR, #1, 12mm 
2303-1818 E-XPE Tibial insert, CR, #1, 14mm 
2303-1819 E-XPE Tibial insert, CR, #1, 16mm 
2303-1820 E-XPE Tibial insert, CR, #2, 17mm 
2303-1821 E-XPE Tibial insert, CR, #2, 9mm 
2303-1822 E-XPE Tibial insert, CR, #2, 11mm 
2303-1823 E-XPE Tibial insert, CR, #2, 13mm 
2303-1824 E-XPE Tibial insert, CR, #2, 15mm 
2303-1825 E-XPE Tibial insert, CR, #2, 18mm 
2303-1826 E-XPE Tibial insert, CR, #2, 10mm 
2303-1827 E-XPE Tibial insert, CR, #2, 12mm 
2303-1828 E-XPE Tibial insert, CR, #2, 14mm 
2303-1829 E-XPE Tibial insert, CR, #2, 16mm 
2303-1830 E-XPE Tibial insert, CR, #3, 17mm 
2303-1831 E-XPE Tibial insert, CR, #3, 9mm 
2303-1832 E-XPE Tibial insert, CR, #3, 11mm 
2303-1833 E-XPE Tibial insert, CR, #3, 13mm 
2303-1834 E-XPE Tibial insert, CR, #3, 15mm 
2303-1835 E-XPE Tibial insert, CR, #3, 18mm 
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2303-1836 E-XPE Tibial insert, CR, #3, 10mm 
2303-1837 E-XPE Tibial insert, CR, #3, 12mm 
2303-1838 E-XPE Tibial insert, CR, #3, 14mm 
2303-1839 E-XPE Tibial insert, CR, #3, 16mm 
2303-1840 E-XPE Tibial insert, CR, #4, 17mm 
2303-1841 E-XPE Tibial insert, CR, #4, 9mm 
2303-1842 E-XPE Tibial insert, CR, #4, 11mm 
2303-1843 E-XPE Tibial insert, CR, #4, 13mm 
2303-1844 E-XPE Tibial insert, CR, #4, 15mm 
2303-1845 E-XPE Tibial insert, CR, #4, 18mm 
2303-1846 E-XPE Tibial insert, CR, #4, 10mm 
2303-1847 E-XPE Tibial insert, CR, #4, 12mm 
2303-1848 E-XPE Tibial insert, CR, #4, 14mm 
2303-1849 E-XPE Tibial insert, CR, #4, 16mm 
2303-1850 E-XPE Tibial insert, CR, #5, 17mm 
2303-1851 E-XPE Tibial insert, CR, #5, 9mm 
2303-1852 E-XPE Tibial insert, CR, #5, 11mm 
2303-1853 E-XPE Tibial insert, CR, #5, 13mm 
2303-1854 E-XPE Tibial insert, CR, #5, 15mm 
2303-1855 E-XPE Tibial insert, CR, #5, 18mm 
2303-1856 E-XPE Tibial insert, CR, #5, 10mm 
2303-1857 E-XPE Tibial insert, CR, #5, 12mm 
2303-1858 E-XPE Tibial insert, CR, #5, 14mm 
2303-1859 E-XPE Tibial insert, CR, #5, 16mm 
2303-1860 E-XPE Tibial insert, CR, #6, 17mm 
2303-1861 E-XPE Tibial insert, CR, #6, 9mm 
2303-1862 E-XPE Tibial insert, CR, #6, 11mm 
2303-1863 E-XPE Tibial insert, CR, #6, 13mm 
2303-1864 E-XPE Tibial insert, CR, #6, 15mm 
2303-1865 E-XPE Tibial insert, CR, #6, 18mm 
2303-1866 E-XPE Tibial insert, CR, #6, 10mm 
2303-1867 E-XPE Tibial insert, CR, #6, 12mm 
2303-1868 E-XPE Tibial insert, CR, #6, 14mm 
2303-1869 E-XPE Tibial insert, CR, #6, 16mm 
2303-1870 E-XPE Tibial insert, CR, #7, 17mm 
2303-1871 E-XPE Tibial insert, CR, #7, 9mm 
2303-1872 E-XPE Tibial insert, CR, #7, 11mm 
2303-1873 E-XPE Tibial insert, CR, #7, 13mm 
2303-1874 E-XPE Tibial insert, CR, #7, 15mm 
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2303-1875 E-XPE Tibial insert, CR, #7, 18mm 
2303-1876 E-XPE Tibial insert, CR, #7, 10mm 
2303-1877 E-XPE Tibial insert, CR, #7, 12mm 
2303-1878 E-XPE Tibial insert, CR, #7, 14mm 
2303-1879 E-XPE Tibial insert, CR, #7, 16mm 
2303-3800 E-XPE Tibial insert, PS, #0, 17mm 
2303-3801 E-XPE Tibial insert, PS, #0, 9mm 
2303-3802 E-XPE Tibial insert, PS, #0, 11mm 
2303-3803 E-XPE Tibial insert, PS, #0, 13mm 
2303-3804 E-XPE Tibial insert, PS, #0, 15mm 
2303-3806 E-XPE Tibial insert, PS, #0, 10mm 
2303-3807 E-XPE Tibial insert, PS, #0, 12mm 
2303-3808 E-XPE Tibial insert, PS, #0, 14mm 
2303-3809 E-XPE Tibial insert, PS, #0, 16mm 
2303-3810 E-XPE Tibial insert, PS, #1, 17mm 
2303-3811 E-XPE Tibial insert, PS, #1, 9mm 
2303-3812 E-XPE Tibial insert, PS, #1, 11mm 
2303-3813 E-XPE Tibial insert, PS, #1, 13mm 
2303-3814 E-XPE Tibial insert, PS, #1, 15mm 
2303-3815 E-XPE Tibial insert, PS, #1, 18mm 
2303-3816 E-XPE Tibial insert, PS, #1, 10mm 
2303-3817 E-XPE Tibial insert, PS, #1, 12mm 
2303-3818 E-XPE Tibial insert, PS, #1, 14mm 
2303-3819 E-XPE Tibial insert, PS, #1, 16mm 
2303-3820 E-XPE Tibial insert, PS, #2, 17mm 
2303-3821 E-XPE Tibial insert, PS, #2, 9mm 
2303-3822 E-XPE Tibial insert, PS, #2, 11mm 
2303-3823 E-XPE Tibial insert, PS, #2, 13mm 
2303-3824 E-XPE Tibial insert, PS, #2, 15mm 
2303-3825 E-XPE Tibial insert, PS, #2, 18mm 
2303-3826 E-XPE Tibial insert, PS, #2, 10mm 
2303-3827 E-XPE Tibial insert, PS, #2, 12mm 
2303-3828 E-XPE Tibial insert, PS, #2, 14mm 
2303-3829 E-XPE Tibial insert, PS, #2, 16mm 
2303-3830 E-XPE Tibial insert, PS, #3, 17mm 
2303-3831 E-XPE Tibial insert, PS, #3, 9mm 
2303-3832 E-XPE Tibial insert, PS, #3, 11mm 
2303-3833 E-XPE Tibial insert, PS, #3, 13mm 
2303-3834 E-XPE Tibial insert, PS, #3, 15mm 
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2303-3835 E-XPE Tibial insert, PS, #3, 18mm 
2303-3836 E-XPE Tibial insert, PS, #3, 10mm 
2303-3837 E-XPE Tibial insert, PS, #3, 12mm 
2303-3838 E-XPE Tibial insert, PS, #3, 14mm 
2303-3839 E-XPE Tibial insert, PS, #3, 16mm 
2303-3840 E-XPE Tibial insert, PS, #4, 17mm 
2303-3841 E-XPE Tibial insert, PS, #4, 9mm 
2303-3842 E-XPE Tibial insert, PS, #4, 11mm 
2303-3843 E-XPE Tibial insert, PS, #4, 13mm 
2303-3844 E-XPE Tibial insert, PS, #4, 15mm 
2303-3845 E-XPE Tibial insert, PS, #4, 18mm 
2303-3846 E-XPE Tibial insert, PS, #4, 10mm 
2303-3847 E-XPE Tibial insert, PS, #4, 12mm 
2303-3848 E-XPE Tibial insert, PS, #4, 14mm 
2303-3849 E-XPE Tibial insert, PS, #4, 16mm 
2303-3850 E-XPE Tibial insert, PS, #5, 17mm 
2303-3851 E-XPE Tibial insert, PS, #5, 9mm 
2303-3852 E-XPE Tibial insert, PS, #5, 11mm 
2303-3853 E-XPE Tibial insert, PS, #5, 13mm 
2303-3854 E-XPE Tibial insert, PS, #5, 15mm 
2303-3855 E-XPE Tibial insert, PS, #5, 18mm 
2303-3856 E-XPE Tibial insert, PS, #5, 10mm 
2303-3857 E-XPE Tibial insert, PS, #5, 12mm 
2303-3858 E-XPE Tibial insert, PS, #5, 14mm 
2303-3859 E-XPE Tibial insert, PS, #5, 16mm 
2303-3860 E-XPE Tibial insert, PS, #6, 17mm 
2303-3861 E-XPE Tibial insert, PS, #6, 9mm 
2303-3862 E-XPE Tibial insert, PS, #6, 11mm 
2303-3863 E-XPE Tibial insert, PS, #6, 13mm 
2303-3864 E-XPE Tibial insert, PS, #6, 15mm 
2303-3865 E-XPE Tibial insert, PS, #6, 18mm 
2303-3866 E-XPE Tibial insert, PS, #6, 10mm 
2303-3867 E-XPE Tibial insert, PS, #6, 12mm 
2303-3868 E-XPE Tibial insert, PS, #6, 14mm 
2303-3869 E-XPE Tibial insert, PS, #6, 16mm 
2303-3870 E-XPE Tibial insert, PS, #7, 17mm 
2303-3871 E-XPE Tibial insert, PS, #7, 9mm 
2303-3872 E-XPE Tibial insert, PS, #7, 11mm 
2303-3873 E-XPE Tibial insert, PS, #7, 13mm 
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2303-3874 E-XPE Tibial insert, PS, #7, 15mm 
2303-3875 E-XPE Tibial insert, PS, #7, 18mm 
2303-3876 E-XPE Tibial insert, PS, #7, 10mm 
2303-3877 E-XPE Tibial insert, PS, #7, 12mm 
2303-3878 E-XPE Tibial insert, PS, #7, 14mm 
2303-3879 E-XPE Tibial insert, PS, #7, 16mm 
2303-1700 E-XPE Tibial insert, UC, #0, 17mm 
2303-1701 E-XPE Tibial insert, UC, #0, 9mm 
2303-1702 E-XPE Tibial insert, UC, #0, 11mm 
2303-1703 E-XPE Tibial insert, UC, #0, 13mm 
2303-1704 E-XPE Tibial insert, UC, #0, 15mm 
2303-1705 E-XPE Tibial insert, UC, #0, 18mm 
2303-1706 E-XPE Tibial insert, UC, #0, 10mm 
2303-1707 E-XPE Tibial insert, UC, #0, 12mm 
2303-1708 E-XPE Tibial insert, UC, #0, 14mm 
2303-1709 E-XPE Tibial insert, UC, #0, 16mm 
2303-1710 E-XPE Tibial insert, UC, #1, 17mm 
2303-1711 E-XPE Tibial insert, UC, #1, 9mm 
2303-1712 E-XPE Tibial insert, UC, #1, 11mm 
2303-1713 E-XPE Tibial insert, UC, #1, 13mm 
2303-1714 E-XPE Tibial insert, UC, #1, 15mm 
2303-1715 E-XPE Tibial insert, UC, #1, 18mm 
2303-1716 E-XPE Tibial insert, UC, #1, 10mm 
2303-1717 E-XPE Tibial insert, UC, #1, 12mm 
2303-1718 E-XPE Tibial insert, UC, #1, 14mm 
2303-1719 E-XPE Tibial insert, UC, #1, 16mm 
2303-1720 E-XPE Tibial insert, UC, #2, 17mm 
2303-1721 E-XPE Tibial insert, UC, #2, 9mm 
2303-1722 E-XPE Tibial insert, UC, #2, 11mm 
2303-1723 E-XPE Tibial insert, UC, #2, 13mm 
2303-1724 E-XPE Tibial insert, UC, #2, 15mm 
2303-1725 E-XPE Tibial insert, UC, #2, 18mm 
2303-1726 E-XPE Tibial insert, UC, #2, 10mm 
2303-1727 E-XPE Tibial insert, UC, #2, 12mm 
2303-1728 E-XPE Tibial insert, UC, #2, 14mm 
2303-1729 E-XPE Tibial insert, UC, #2, 16mm 
2303-1730 E-XPE Tibial insert, UC, #3, 17mm 
2303-1731 E-XPE Tibial insert, UC, #3, 9mm 
2303-1732 E-XPE Tibial insert, UC, #3, 11mm 
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2303-1733 E-XPE Tibial insert, UC, #3, 13mm 
2303-1734 E-XPE Tibial insert, UC, #3, 15mm 
2303-1735 E-XPE Tibial insert, UC, #3, 18mm 
2303-1736 E-XPE Tibial insert, UC, #3, 10mm 
2303-1737 E-XPE Tibial insert, UC, #3, 12mm 
2303-1738 E-XPE Tibial insert, UC, #3, 14mm 
2303-1739 E-XPE Tibial insert, UC, #3, 16mm 
2303-1740 E-XPE Tibial insert, UC, #4, 17mm 
2303-1741 E-XPE Tibial insert, UC, #4, 9mm 
2303-1742 E-XPE Tibial insert, UC, #4, 11mm 
2303-1743 E-XPE Tibial insert, UC, #4, 13mm 
2303-1744 E-XPE Tibial insert, UC, #4, 15mm 
2303-1745 E-XPE Tibial insert, UC, #4, 18mm 
2303-1746 E-XPE Tibial insert, UC, #4, 10mm 
2303-1747 E-XPE Tibial insert, UC, #4, 12mm 
2303-1748 E-XPE Tibial insert, UC, #4, 14mm 
2303-1749 E-XPE Tibial insert, UC, #4, 16mm 
2303-1750 E-XPE Tibial insert, UC, #5, 17mm 
2303-1751 E-XPE Tibial insert, UC, #5, 9mm 
2303-1752 E-XPE Tibial insert, UC, #5, 11mm 
2303-1753 E-XPE Tibial insert, UC, #5, 13mm 
2303-1754 E-XPE Tibial insert, UC, #5, 15mm 
2303-1755 E-XPE Tibial insert, UC, #5, 18mm 
2303-1756 E-XPE Tibial insert, UC, #5, 10mm 
2303-1757 E-XPE Tibial insert, UC, #5, 12mm 
2303-1758 E-XPE Tibial insert, UC, #5, 14mm 
2303-1759 E-XPE Tibial insert, UC, #5, 16mm 
2303-1760 E-XPE Tibial insert, UC, #6, 17mm 
2303-1761 E-XPE Tibial insert, UC, #6, 9mm 
2303-1762 E-XPE Tibial insert, UC, #6, 11mm 
2303-1763 E-XPE Tibial insert, UC, #6, 13mm 
2303-1764 E-XPE Tibial insert, UC, #6, 15mm 
2303-1765 E-XPE Tibial insert, UC, #6, 18mm 
2303-1766 E-XPE Tibial insert, UC, #6, 10mm 
2303-1767 E-XPE Tibial insert, UC, #6, 12mm 
2303-1768 E-XPE Tibial insert, UC, #6, 14mm 
2303-1769 E-XPE Tibial insert, UC, #6, 16mm 
2303-1770 E-XPE Tibial insert, UC, #7, 17mm 
2303-1771 E-XPE Tibial insert, UC, #7, 9mm 
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2303-1772 E-XPE Tibial insert, UC, #7, 11mm 
2303-1773 E-XPE Tibial insert, UC, #7, 13mm 
2303-1774 E-XPE Tibial insert, UC, #7, 15mm 
2303-1775 E-XPE Tibial insert, UC, #7, 18mm 
2303-1776 E-XPE Tibial insert, UC, #7, 10mm 
2303-1777 E-XPE Tibial insert, UC, #7, 12mm 
2303-1778 E-XPE Tibial insert, UC, #7, 14mm 
2303-1779 E-XPE Tibial insert, UC, #7, 16mm 
2403-5210 E-XPE Patellar, on set, 3 pegs, X-small, Ø26 mm 
2403-5220 E-XPE Patellar, on set, 3 pegs, small, Ø29 mm 
2403-5230 E-XPE Patellar, on set, 3 pegs, medium,Ø32 mm 
2403-5240 E-XPE Patellar, on set, 3 pegs, large, Ø35 mm 
2403-5250 E-XPE Patellar, on set, 3 pegs, X-large, Ø38 mm 
2403-5260 E-XPE Patellar, on set, 3 pegs, XX-large, Ø41 mm 
2403-5270 E-XPE Patellar, on set, 3 pegs, E-large, Ø44 mm 
2403-5010 E-XPE Patella, small, Ø22mm 
2403-5020 E-XPE Patella, medium Ø25mm 
2403-5030 E-XPE Patella, large Ø28mm 
2403-5040 E-XPE Patella, X-large Ø32mm 
2203-3400 Tibial baseplate, TPS+, #0 
2203-3410 Tibial baseplate, TPS+, #1 
2203-3420 Tibial baseplate, TPS+, #2 
2203-3430 Tibial baseplate, TPS+, #3 
2203-3440 Tibial baseplate, TPS+, #4 
2203-3450 Tibial baseplate, TPS+, #5 
2203-3460 Tibial baseplate, TPS+, #6 
2203-3470 Tibial baseplate, TPS+, #7 

 
-End of List- 
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