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Test specification:  

Standard ..........................................: IEC 60601-1:2005 (Third Edition) + CORR. 1:2006 + CORR. 2:2007 + 
A1:2012 (or IEC 60601-1: 2012 reprint)  

Test procedure ................................: CE Marking 

Non-  N/A 

Test Report Form No. .....................: IEC60601_1K (KBWTF-IEC60601-1 Ed 3.1(00)) 
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Master TRF ......................................: 2015-11 
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Test item description ....................... : Cardiac Defibrillator & Monitor 

Trade Mark ........................................ : LiFEGAIN 

Manufacturer ..................................... : Same as applicant s name and address 

Model/Type reference ....................... : CU-HD1 

Ratings............................................... : 100-240 V~, 50-60 Hz, 1.4 A (for supply mains) or 
14.4 Vdc, 5.0 Ah (Internally powered) 

 

Testing procedure and testing location: 

 Testing Laboratory: KBW Inc. 

Testing location/ address ............................ : 1106, ACE pyeongchon tower 361, Simin-daero, Dongan-
gu, Anyang-si, Gyeonggi-do, Korea 

Tested by (name, function, signature) ....... : SunYeol Yang /  
Project Handler 

 
Approved by (name, function, signature) .. : JuWuk Kim /  

Project Reviewer 
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