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IEC 61223-3 series Evaluation and routine testing in medical imaging department. Acceptance tests.
Sm SR EN 61676.2010 Aparate electromedicale. Instrumente dozimetrice utilizate pentru masurarea neinvazive a tensiunii tubului cu raze – X in radiologie de diagnostic.


